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NOTE SOME OF OUR NEW FEATURES: 


Extensive On-Line Help 


press function key 1 (F1). to get the opening screen 
help message. 


While holding down CTRL press any of the function keys, 
F2 through F10, to get one of the help screens. CTRL-F1 
tells you what subjects you can get help on. 


To get the on-line glossary entry for a command, type 
HELP (command). 


To get an alphabetical listing of commands starting with 
some character or characters, tyoe WORDS (character(s)). 


Windows 


While in command mode, hit F2 to split the screen. 


The on-line glossary entries for SPLIT, DN and MODE 
will tell you more. 


IN CASE OF TROUBLE 


If your Unilab is not properly connected to serial 
port 1, then the program will stop while displaying: 
initializing UniLab... Hold down the CTRL and BREAK 
keys at the same time to unfreeze the program. | 


After you have connected the instrument to the 
computer, type INIT to initialize the UniLab. 


If you have a different problem, consult the Trouble- 
Shooting chapter. 
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SOFTWARE INSTALLATION 
Your UniLab software comes on two diskettes. 
One diskette contains the executable files and 


overlays for your UniLab. Any disassemblers or de- 


buggers you ordered are already installed in one of 
the .COM files on the disk. For example, if you ordered 
a Z80 support package, there will be a file called 
ULZ80.COM on your diskette. 


The second diskette contains the on-line glossary 
and its supporting files. If you have a hard disk, you will 
want to copy these files into your C:\ORION directory. If 
you have a floppy, you will need to have this second disk- 
ette in drive B: when you use either HELP or WORDS. 


The instructions in this booklet tell you how to get 
your software ready to use. To find out how to connect 
the UniLab to your target board, refer to the Installation 
chapter of the manual. For information on how to use 
the program, read the Guided Demo and Getting Started 
chapters. 
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HOW TO _INSTALL YOUR NEW SOFTWARE: 


ON A HARD (WINCHESTER) DISK 


1) Put the master UniLab diskette into drive A. Call up 
the UniLab hard disk install program by typing A:INSTALL. 


The program will create a directory on your C drive 
called \ORION, and copy the UniLab files from the distri- 
bution diskette to that directory. 


The install program adds two lines to the AUTOEXEC.BAT 
file in your root directory: 


SET ORION=C:\ORION 
SET GLOSSARY =C:\ ORION 


2) You musteither create or change your CONFIG.SYS 
file, in your root directory. This file sets system variables, 
files and buffers. A sample CONFIG.SYS file is included on 
the distribution diskette. 


Our software requires 16 files for full functionality: 
files=16 
If you don't put this line into CONFIG.SYS, some UniLab 
features will not work. 


The UniLab software will perform better if you allocate 
at least 10 buffers: 


buffers=10 
but this is not necessary. 


Now go to step 3 on the next page. 


HOW TO INSTALL YOUR NEW SOFTWARE: 


ON FLOPPY DISK SYSTEMS 


1) Put your DOS diskette in drive A, and a blank, 
unformatted floppy in drive B. Use the DOS command 
FORMAT B: /S to format the blank disk as a “bootable” 
system diskette. 


2) Putthe master UniLab diskette into drive A. Use the 
DOS command COPY A:*.* B: to copy all the UniLab files 
onto the bootable diskette in drive B. 


The distribution diskette includes the CONFIG.SYS and 
AUTOEXEC.BAT files necessary for your floppy disk system. 


Put the new bootable diskette into drive A, and go on 
to step 3. 
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ON BOTH HARD AND FLOPPY 


3) Putthe distribution diskette away. Now reboot your 
computer system so that the new settings in the CONFIG.SYS 
and AUTOEXEC.BAT files can take effect. Reboot by turning 
the power off and then back on, or by holding down the 
CTRL, ALT and DEL keys at the same time. 


4) After you have rebooted, execute the UniLab soft- 
ware by typing in the name of the ULxxx.COM file you were 
sent. For example, the command for the 8096 package is 
UL96. On hard disk systems you must type \ORION\ULxxx. 


The software will take a few seconds to load, then print 
an opening screen and initialize the UniLab. See the next 
page if your software freezes during this process. 


After that, you are ready for action. Hit F10 to enter the 
fast new menu mode. Type in BYE when you want to exit 
from the program. 
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Chapter One: The UniLab Method 


Introduction 
Welcome to a new world of development systems. 


The UniLab I1rt™ will change the way you develop software for 
your microprocessor projects. The UniLab does away with most of 
the guesswork and frustration associated with hunting for bugs in 
your code. 


What Is the UniLab? 


The UniLab (Universal Development Laboratory) is a personal 
microprocessor development system. 


In’ one box, the UniLab includes all of the instruments 
needed for the development of microprocessor-based products. It 
transforms your personal computer into a complete workstation for 
prototyping, testing, and debugging. 


The UniLab monitors the address, data and control signals on 
your microprocessor board. This lets you see how the board 
responds to your programmed instructions. 


You use the UniLab to tell your processor what you want it 
to do, and at the same time watch what it really does. 


How Does the UniLab Do It? 


The UniLab connects to your board's address, data, and 
control lines. Your microprocessor stays in control of the 
board-- but the UniLab is in control of your processor. 


The UniLab's emulation ROM feeds instructions to the 
processor while the bus state analyzer watches the effect of 
those instructions. When you use the UniLab, you watch your 
processor executing your code. 
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How You Work with the UniLab 


You conduct a dialogue with the UniLab. The topic of 
conversation is the system you are testing. You describe some 
condition that appears on the bus, and the UniLab replies with a 
display of the program execution. 


Non-Intrusive Analysis 


The UniLab can watch your target board's bus without 
interfering with your processor. Unlike other hardware debugging 
systems, the UniLab does not alter the flow of your program. 

This means that your processor continues to run after the UniLab 
has captured a trace of the program activity. 


The UniLab can also act like older debugging systems, and 
stop your processor by setting a breakpoint. 


A New Way to Solve Your Problems 


The UniLab is a step ahead of traditional debugging 
techniques. 


Older methods work best when you know the cause of the 
problem at the beginning of the debugging procedure. With those 
methods you could only look at the program's execution by 
stopping at specific code addresses. Since you usually don't 
start out knowing the cause of your problem, the older methods 
required that you spend a lot of time guessing. 


With the UniLab, you can describe the symptom of your bug. 
Then you watch what the program does both before and after the 
symptom occurs. The symptom that you describe is called the 
"trigger." For example, you might start out by asking the UniLab 
to show you when your stack has grown too much, or you might want 
to see each re-write of a particular variable. 


You start by asking general questions, and quickly zero in 
as your understanding of the problem improves. 


If you are in the habit of single-steppins, or setting 
multiple breakpoints, you will appreciate the new, more powerful 
method of observing program flow with the UniLab. 


Breakpoints and Single-stepping 
The UniLab's unique approach to debugging emphasizes the 


actions of your processor. After all, what you really care about 
is getting results, not the contents of Register DX at step 235. 
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But sometimes, to get the job done, you do need to know the 
"internal state" of the processor. The UniLab's processor- 
specific debuggers let you set breakpoints, look at and alter 
internal registers, and single-step through code. 


In order to do this, the UniLab needs some of your target 
processor's resources. Usually all the UniLab needs is a working 
stack and one to four bytes of ROM. We call the required bytes 
of ROM "the reserved area." 


Simulating Inputs 


You use the stimulus generator to simulate inputs to your 
target board. You control the stimulus generator from the 
keyboard, and eliminate the need for the usual input switches on 
prototype boards. 


Programming EPROMs and EEPROMs 


When you have completed the design and testing of your 
software, you use the UniLab's built-in EPROM programmer to burn 
your code into an EPROM. 
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Chapter Two: 
Installing The UniLab 
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For Me? 
All the discussions that follow assume that your host 
computer is a PC compatible machine, running MS-DOS version 2.0 


or higher. Unless you have this equipment, you will not be able 
to run version 3.0 and higher of the UniLab software. 


DOS Version 


Type VER at a DOS prompt (A> or B> or C>) to find out what 
version you are using. 


Your operating system will respond with a short message that 
includes the version number, such as: 


XXX Personal Computer DOS Version 3.10 
If the version is lower than 2.0, you will not be able to run the 


UniLab software until you get a more recent version of DOS. 


If your operating system does not recognize the command VER, 
then you probably need a software up-grade. 
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Introduction 


Controls 


The UniLab instrument has almost no controls of its own. 
You control it through a program running on your personal 
computer. 


The only important control is the ON/OFF switch. When you 
turn on the UniLab, the light above the switch goes on. Then the 
Unilab is ready to accept commands from the host computer. 


File Names 


All of your interactions with the UniLab will be done 
through a program called ULxx.COM, which runs under the host 
operating system. 


Disassemblers and debuggers are shipped already installed as 
part of this file. To distinguish between different 
disassembler/debuggers, each .COM file has a descriptive name 
such as UL48, UL88, etc. 


Other files included on your distribution diskette supply 
the help screens and other features. 
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-- Introduction -- 
Get Started Quickly. ... 


You might be impatient to get the UniLab hooked up and 
running. 


If you want to jump right in, the Quick Step by Step section 
following this introduction contains stripped down instructions-- 
and not much explanation. 


Or Learn as You Get Started 


You might have the time and desire to get more familiar with 
the UniLab while you set it up. 


To learn more about the instrument while you get it ready, 
you can use the Detailed Step by Step, which contains more 
thorough instructions and longer explanations. 


The Best of Both Worlds 


You might want more detail on only one step of the 
installation process. 


While you are following the quick set-up procedure, you can 
read more about any topic by dipping into the detailed procedure. 
The entries in the Quick Step by Step refer you to the 
appropriate pages in the Detailed writeup. 


For example, most people will want to read the Detailed 


description of how to connect the RES- wire to their target 
board. 
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-~- Introduction -- 
Overview of the Installation Process 


You go through a four-step installation process the first 
time you get the UniLab ready for work: 


1. Connect the UniLab to the serial port on your 


computer. 
2. Install the UniLab software. 
3s Connect your UniLab to the target system. 
4. Test it out. 


Test Procedure 


After the first three steps, you will want to run the simple 
test program that is included with your software. You should 
compare the results you get with the printout of the standard 
results, which appear both in the Target Notes chapter of the 
Manual and in the Disassembler/Debugger writeup for your 
microprocessor. 


If there are no differences, then you can be certain that 
you have connected everything properly, and get on to your work 
with confidence. 


Automated Test Procedure 


A UniLab command, <#_of_cycles_to_compare> TCOMP <filename>, 
compares the current trace with the trace stored ina file. Turn 
to page 2-42 for more details. 


Most of the disassembler packages include a file containing 
a known good trace (consult Appendix J). That trace is contained 
in a file with the suffix .TRC on your distribution diskette. If 
your package does not include a trace, you can visually compare 
the trace you get to the trace in your Disassembler/Debugger 
writeup. 


16-bit Systems 


If your target system has a 16-bit data bus, you follow the 
same installation procedure described in this chapter, except 
that you must use a 16-bit emulator cable. These cables have two 
separate ROM plugs, one of which must be plugged into an odd byte 
ROM socket and the other into an even byte ROM socket. 


Whether the odd or even byte is the most significant byte of 
the 16-bit word depends upon whether your processor follows the 
Intel or Motorola model. 
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-- Introduction -- 


Where to Go After You Have Everything Hooked Up 


Some people prefer jumping into a task, and figuring out 
what they need to know on the fly. The Menu system lets you 
learn the commands as you go along. 


Other people prefer to gét more background before they start 
working with a program. The next chapter, Guided Demo, takes you 
through the process sf loading a program into emulation memory 
and using the UniLab =o debug it. You should follow this demo at 
your computer, but be aware that what you see on the screen will 
be different if you have any processor besides the 280. 


The Getting Started chapter gives you an overview of the 
capabilities of the UniLab. And you will find that the In Detail 
chapter lives up to its name, thoroughly covering the use of the 
UniLab, including the optional Graphical Performance Measurement 
feature (AHIST and THIST). 


For your convenience the on-line help screens appear in the 
On-Line Help chapter. The Command Reference chapter gives you a 
definition, explanation and example for every command. 


The separate writeup on your Disassembler/Debugger package 
provides information on the specifics of using the UniLab with 
your microprocessor. 

If You Have Trouble 

The TroubleShooting chapter starts with a list of symptoms. 

The SOLUTIONS IN DEPTH section of that chapter then helps you 


solve your problems. 


If you do not understand an error or status message, you 
will want to consult Appendix I. 
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Useful Information 


Who Is Hosting This Party? What All the Names Mean 


The UniLab receives all commands from your personal 
computer-- the host. The UniLab software resides on the host. A 
little bit of code resides in the UniLab's ROM. The UniLab 
receives instructions from the host, and sends information to it. 


The UniLab, in turn, controls the target board. The target 
board is the microprocessor control system that you are 
developing-- or the one that Orion sent you as part of the 
demo/training package. In either case, the UniLab's emulation 
memory contains the program that runs the target board. 


How They All Talk to One Another: UniLab & Host 


The host talks to the UniLab through the RS-232 interface at 
19,200 baud. We achieve this high speed by talking directly to 
your serial communications chip. 


The serial port is rated at only 9600 baud, because that is 
the highest speed you can achieve when using DOS calls for serial 
communications. The higher speed used by the UniLab does not 
harm your serial port in any way. . 


After the UniLab gets an instruction, it performs actions 
without needing to talk to the host again. When the UniLab needs 
to send information back to the host it uses the same RS-232 
interface. 


But the speed of most UniLab operations does not depend on 
the speed of the serial interface. The rate of serial data 
transfer will make you wait only when you load or save large 
programs. 


Serial port of AT 
The UniLab plugs into a standard 25 pin serial port, not the 
9 pin port of the AT. If you have an AT or AT compatible you 


must put a 9 to 25 pin adapter on the serial port of your 
computer. 


July 15, 1986 Page 2-7 -~- Installation -- 


-- Useful Information -- 
How They All Talk to One Another: UniLab & Target 


The UniLab communicates with the target board through two 
fifty-pin parallel connectors on the front of the UniLab. 


UniLab Inputs 


The bus state analyzer has 48 input bits. The addresses 
take up to twenty bits, the data takes eight or sixteen, and the 
control lines take another four. Between eight and twenty lines 
are left over for miscellaneous uses, to be chosen by you. 


The UniLab also has four clock inputs from the target board: 
K2-, Ki-, RD-, and WR-. 
UniLab Outputs 


The emulator looks at the twenty bit address and the read 
signal, and responds with eight- or 16-bit data when appropriate. 


The UniLab also sends a RESET signal out on the wire 
labeled RES-. This wire usually requires special connection. 


On most processors-- those that have a non-maskable hardware 
interrupt-- a Non-Maskable Interrupt signal is sent out on the 
wire labeled NMI-. This wire sometimes requires special 
handling. 
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Quick Step-by-Step 


1. 


2. 


2-11) 


CONNECT THE UniLab TO HOST (page 
, and turn it on. 


Connect the UniLab to your host computer 


SOFTWARE INSTALLATION (page 2-14) 
On hard disk systems: 
Use the command INSTALL to move the UniLab software 
onto your hard disk. Change or create a CONFIG.SYS 
file in your hard disk's root directory, so that it 
tains the settinas in the sample CONFIG.SYS file on 


CONCTaALNS CNe Sectings in tne Sample CUNLLG 

your distribution diskette. Copy the glossary files 

from the second diskette to the directory C:\ORION. 
On floppy disk systems: 

Copy all the files from your UniLab distribution 

diskette to a "bootable" diskette. 


Reboot your system and then start up the UniLab program. 
Check Appendix H to determine whether you need a patch word. 


CONNECT THE UniLab TO TARGET BOARD (page 2-25) 

You should keep the UniLab turned on while you connect it to 
the target board, but we recommend that you turn off the 
power supply to the target. You must turn off the power to 
your system if it runs on anything but +5 voltage. 


Remove the ROM from its socket on your board, and put the 
ROM plug of the emulator cable in its place. Connect the 
other end of the cable to the emulator socket. 


Clip the DIP clip onto your microprocessor and connect the 
wires from the emulator cable and the analyzer cable to the 
proper pins. See Target Notes chapter or use the PINOUT 
command. Connect the other end of the analyzer cable to the 
analyzer socket. 


Connect the RES- wire to the proper place in the reset 
circuit. See pages 2-33 to 2-35 for details. 


Turn on the power supply to your target board. 


CHECK OUT YOUR EQUIPMENT (page 2-40) 

From within the UniLab program, press function key 10 (F10) 

to enter the menu mode. Use F2 to select the "LOAD OR SAVE 

A PROGRAM" sub-menu, and select the "LOAD A SAMPLE PROGRAM" 
option by hitting F4. 

F10 will then return you to the Main Menu, where you can use 
F4 to select the "USE THE ANALYZER" sub-menu. In that menu, 
use F1 to select "RESET AND TRACE FIRST CYCLES." 


Now go to page 3-1 to learn more about the UniLab. 
When you want to exit, just type in the command BYE. 
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Detailed Step by Step 


You might want more information than you can find in the 
very sparse Quick Step-by-Step. You will find detailed 
assistance in the next pages. The numbered headings follow the 
outline of the Quick section, but here you get at least one page, 
usually several pages, for each heading rather than only a few 
sentences. 


Each numbered task has been broken down into several 


subtasks. Some troubleshooting help appears in each section, but 
the main help comes in the separate TroubleShooting chapter. 
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-~- Connect UniLab to Host -- 


1. CONNECT THE UniLab TO HOST 
FIND THE CORRECT PORT 
SERIAL PORT OF AT 
CONNECT THE CABLE 
TURN ON THE UniLab 
TROUBLE? 


First connect UniLab, THEN start up software 


The first thing you will want to do is connect the UniLab to 
your personal computer. 


Once it has been connected, you will never need to 
disconnect it unless you have to use the serial port for some 
other instrument or device. The UniLab will not interfere with 
the proper functioning of your other personal computer software. 


You could go directly to step two and install your software 
without the UniLab attached to the host computer. However, you 
would not be able to use the program, since the first thing it 
does is send a message to the UniLab and wait for a reply. 


When you do start up your software, the UniLab must be 
properly connected and turned on-- otherwise the software will 
freeze up (hit CTRL-BREAK to unfreeze). So we recommend that 
you first connect the UniLab, then install your software. 
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-- Connect UniLab to Host -- 
FIND THE CORRECT PORT 


The UniLab usually talks with the host through 
communications port one (COM1)-- the usual default serial 
communications port. In general COM1 will either be the only 
serial port on your system or be one of two ports. Look for the 
male DB-25 connector on the back or side of your computer. The 
female DB-25 connector is for a parallel printer. 


If you do not have a serial port on your computer, then you 


will need to purchase and install a serial port board before you 
can connect to the UniLab. 


DB-25 Connector 


1234 5 6 7 8 9§ 10 1112 13 
oo oO OM ON OOM Om CM Om OMe 
O0o00000000 00 
14 15 1617 18 19 20 21 22 23 24 25 
SERIAL PORT OF AT 
The UniLab plugs into a standard 25 pin serial port, not the 
9 pin port of the AT. If you have an AT or AT compatible you 
must put a 9 to 25 pin adapter on the serial port of your 
computer. 
CONNECT THE CABLE 
After you've found the serial port, plug in the RS-232 cable 
from the UniLab. 
TURN ON THE UniLab 


Then plug the UniLab into an electrical outlet, and turn it 
on. Your UniLab is now connected and ready for the software. 
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-- Connect UnilLab to Host -- 


TROUBLE? 


CAN'T FIND ANY PORT 

Look at the sides, the back, and the bottom of the 
computer. Some even have them hidden behind removable 
panels (especially some of the popular lap-tops). 


If you do not have a serial port, you will have to 
acquire and install a serial port board before you can 
continue. 


FOUND MORE THAN ONE PORT 


You might have more than one RS-232 standard serial 
port. If they both are female (that is, they both accept the 
host end of the UniLab-to-host cable), then you have several 
choices. You could check the manual for your computer, or 
look at its internal connections-- but there is a much 
simpler approach. 


The easiest approach: 


Choose one of the ports, and plug the UniLab into it. 
Later in this process, after you have the software 
installed, start it up. If it doesn't freeze-up, then you 
have the UniLab connected to the correct port. 


If it does freeze-up immediately after displaying 
"Initializing UniLab," then use CTRL-BREAK (tap the break 
key while holding down the control key) to break out of the 
freeze. Plug the UniLab into the other port, and type INIT. 
The program should initialize the UniLab without freezing 


up. 


If the program freezes with the UniLab plugged into 
either port, consult the TroubleShooting chapter. 
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-~- Software Installation -- 


2. SOFTWARE INSTALLATION 
INSTALL THE SOFTWARE 
ON A HARD DISK 
ON A FLOPPY DISK DRIVE 
REBOOT YOUR COMPUTER 
START UP THE UniLab PROGRAM 
PATCH REQUIRED? 


INSTALL THE SOFTWARE 

If you have a hard disk on your computer, you will want to 
use the INSTALL.BAT file to install the UniLab software on your 
hard disk. 


If you have only floppy drives on your computer, you will 
need to copy the UniLab software onto a "bootable" DOS diskette. 
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-- Software Installation -- 
ON A HARD DISK 
Explanation 


The INSTALL batch file automatically makes a directory 
called \ORION on your hard disk and copies to that directory all 
the files on the distribution diskette. 


It also adds two lines to your AUTOEXEC.BAT file: 


set ORION=C: \ORION 
set GLOSSARY=C: \ORION 


which set up two "environment strings" that the UniLab software 
requires. The first string tells the UniLab program where to 
look for various overlay files, the second tells the program 
where to look for the on-line glossary file. 


You will need to create or alter your CONFIG.SYS file so 
that DOS allows the UniLab software to have 16 files open and use 
10 buffers. The CONFIG.SYS file resides in your root directory 
(C:\). It should contain these two lines: 


files=16 
buffers=10 


If these system variables are already set to higher values, 
that is fine. However, some of the UniLab features will not work 
if "files" is set too low. If "buffers" is smaller than 10, then 
the UniLab software will run slower. 


The new settings will not take effect until you reboot your 
computer. 
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-- Software Installation -- 
ON A HARD DISK (continued) 
Procedure 


Put the master UniLab diskette into floppy drive A. Execute 
the INSTALL batch file by typing 


A: INSTALL 


The INSTALL program will copy all of your software into a 
directory called ORION, and either create or alter the 
AUTOEXEC.BAT file in your root directory. 


In fact, INSTALL does everything for you except create or 
alter the CONFIG.SYS file in your root directory (C:\). You will 
find a sample CONFIG.SYS file on the distribution diskette. 


You will also need to copy the files from the second 
diskette to your C:\ORION directory. Unless you copy to the hard 
disk the glossary file and its supporting files, the commands 
WORDS and HELP <command> will not work. 
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~~ Software Installation -- 
ON A FLOPPY DISK DRIVE 
Explanation 


You need to set up two "environment strings" and two system 
variables before you can use all the features of the UniLab 
software. 


1 
aways use at to boot up 


your system, so that those environment characteristics are always 
set to the values that your new software requires. You can 
either copy the entire UniLab system onto the bootable diskette, 
or just the CONFIG.SYS and AUTOEXEC.BAT files that are included 
on the distribution diskette. 


a es uw : te 
Make a new “bootable diskette’ and 


The AUTOEXEC.BAT included on the distribution diskette sets 
the environment string "ORION" to the correct value for running 
the UniLab software from floppy disk drive A. 


set ORION=A: \ 
set GLOSSARY=B: \ 


The first string tells the UniLab program where to look for 
various overlay files, the second tells the program where to look 
for the on-line glossary file. 


Of course, if you wanted to run the UniLab software from drive B 
you would have to change this to: 


set ORION=B: \ 


The CONFIG.SYS file included on the distribution diskette 
tells DOS to allow any piece of software to have a maximum of 16 
files open and use 10 buffers. It contains these two lines: 


files=16 ° 
buffers=10 


If these system variables are already set to higher values, 
that is fine. However, some of the UniLab features will not work 
if "files" is set too low. If "buffers" is smaller than 10, then 
the UniLab software will run slower. 


The new settings will not take effect until you reboot your 
computer. 


The settings tell the program to look on drive B: for the 


glossary files. That means you must have the glossary diskette in 
drive B: in order to use HELP <command> or WORDS <character>. 
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-- Software Installation -- 
ON A FLOPPY DRIVE (continued) 


Procedure 


Put your DOS master diskette in drive A. Put a new blank 
diskette in drive B and format it as a "system" diskette with the 
DOS command: 


FORMAT /S B: 


After you have formatted the diskette, take your DOS master 
out of drive A, and replace it with the UniLab distribution 
diskette. To copy all the UniLab files to the newly formatted 
diskette, use the DOS command: 


COPY A:*.* B: 


Instead, you might decide to put only the AUTOEXEC.BAT and 
CONFIG.SYS files on the newly formatted diskette. 


Just remember that each time you use your UniLab software, 


you must be sure that you booted up the computer from a diskette 
with the correct CONFIG.SYS file on it. 
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-- Software Installation -- 


REBOOT YOUR COMPUTER 


Explanation 


The new settings in the CONFIG.SYS file will not take effect 
until you reboot your computer-- and the settings of the system 
constants "files" and "buffers" can only be changed by rebooting 
the system. 

The lines in AUTOEXEC.BAT are not as vital-- you can set or 
change the value of the variable "ORION" at any time, by typing 
in from your keyboard: 


SET ORION=<path name> 


where <path name> is any valid DOS path description, such as 
C:\ORION or C:\ASM\UNI. You can change the value of "GLOSSARY" 
in the same way. Of course, you will want to change the setting 
of these two variables only if you actually move the UniLab files 
to a new directory. 


The GLOSSARY variable tells the program where to look for 
the on-line glossary and its associated files. The UniLab 
software needs the glossary only when you use either HELP or 
WORDS. On a floppy drive system, you have to put the glossary 
diskette in drive B: when you want to use the on-line glossary. 
With a hard disk, you will want to copy the files from the 
glossary diskette to the \ORION directory on drive C:. 


Rebooting Procedure 


With a hard disk computer: 
Hold down the CTRL and ALT keys, and tap the DEL key. 


Or, turn the power off and back on again. On some computers 


you must wait half a minute before turning the power back 
on. 


With a floppy disk system: 
First put your new bootable diskette in drive A. 


Then you can reboot the same way that you do with the hard 
disk (see above). 
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-- Software Installation -- 
START UP THE UniLab PROGRAM 

The diskette you received contains eight or more files. 
Though you need all of the .SCR and .VIR files for the software 
to run properly, you only call one file by name-- the command 
file, which ends in .COM. 


Use the DOS command DIR to get a listing of all your UniLab 
files. You will see one with .COM at the end of its name. 


Hard disk: DIR C:\ORION 
Floppy disk: DIR A: 

Start up the program by typing in the name of the command 
file. 

First actions 

The first thing the program does is spend a second or two 
loading itself from disk. Then it will display the welcoming 
help screen, reproduced on the next page. 

After it has displayed that screen, it sends an 
initialization message to the UniLab and waits for a reply from 
the UniLab. When it receives a reply the program displays the 
message "Initialized," then determines and displays the size of 


your UniLab's emulation memory (8K, 32K, 64K, or 128K). 


You, and the program, are now ready to get started. 
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-- Software Installation -- 


WELCOMING HELP SCREEN: 


UniLab Copyright 198xX 
II Orion Instruments 
Version X.XXX Redwood City, CA 


XXXXX disassembler installed - with debugger. 


HELP is available on-line by entering HELP or F1. 
Enter HELP command to see the definition of "command." 
Type WORDS command to see a list of commands. 


Use the function key F10 for MENU mode operation and quick 
access to most common commands. 

More help is available on the Ctrl-F1 key. 

Press Ctrl-F10 for display of cursor key functions. 


Type MESSAGE for current messages. 
Initializing UniLab... 
Initialized 32K Emulation Memory 


NOTE: Tyoe in MESSAGE to get information about the most recent 
additions and updates. 
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--~ Software Installation -- 
Trouble? 


If the UniLab does not respond, you will see the program 
freeze-up after printing the "Initializing UniLab..." message on 
the screen. If the response from the UniLab was somehow garbled, 
you will see a "RS-232 error #xx" message. See below and in the 
TroubleShooting chapter. 


If the program does not get a response from the UniLab, you 
will have to press the CONTROL and BREAK keys at the same time. 


You probably have the UniLab plugged into the wrong port. 
Plug the RS-232 cable into the alternative port, and use the 
UniLab command INIT to send the initializing message to the 
instrument again. If the program again freezes, consult the 
TroubleShooting chapter. 


If you get an "RS-232 Error #xx" then you probably have a 
background task running, such as a printer spooler, or have a 
"bus contention problem" on the serial ports of your computer. 
Both problems can be quickly solved. See the TroubleShooting 
chapter. 
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-- Software Installation -- 


PATCH REQUIRED? 


Some Orion software packages support more than one 
processor, and require you to type in a "patch word," which tells 
the software which processor you will use the software with. 


Appendix H tells you which processors require a patch word, 
and what the patch word is. You will also find that information 
in the Disassembler/Debugger notes for your software package. 


After you enter the patch word, you should use SAVE-SYS to 
save the patched version of the software. That way, you only 
need to enter the patch word once. We recommend that you save 
the patched program to the same file that you used to call the 
program in the first place (that is, UL48, or ULZ80, or 
whatever). 
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-~- Connect UniLab to Target -- 
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-- Connect UniLab to Target -- 


3 CONNECT THE UniLab TO THE TARGET BOARD 
OVERVIEW 
ALL ABOUT CABLES 
TAKE PROM OFF BOARD 
PUT ROM CABLE IN ROM SOCKET 
PUT DIP CLIP ONTO MICROPROCESSOR 
ATTACH PROPER WIRES TO THE CLIP 
ATTACH THE RESET WIRE 
ATTACH THE NMI WIRE 
PLUG CABLES INTO UniLab CONNECTORS 


OVERVIEW 


Two fifty-pin connectors sit on the front of the UniLab, 
between the power switch on the left side and the EPROM 
programmer socket on the right. The UniLab controls and monitors 
the target board through the cables that connect to these two 
outlets. 


The emulator cable plugs into the socket on the left. This 
cable carries the data signals from the UniLab to the board, and 
the address signals from the board back to the UniLab. 


The analyzer cable plugs into the socket on the right, and 
carries control signals back and forth. The analyzer cable also 
picks up some of the address signals. 


GRIGN ~~ Universal Development Laboratory 


instruments 


U niLab I EPROM PROGRAMMER 


8/16 BIT IN-CIRCUIT EMULATOR 48 CHANNEL BUS STATE ANALYZER 
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-~- Connect UniLab to Target -- 
ALL ABOUT CABLES 


Make certain that you have the proper cable for your 
microprocessor. Most analyzer cables support several different 
processors. The cables are labeled with a letter, which must 
match the letter on the pinout diagram in the Target Notes 
chapter. 


You can also get a cabling diagram on the screen with the 
PINOUT command. This on-line diagram usually shows only the main 
processor supported by the software package. 


When you connect to your target board, you will be hooking 
up to your board at three different places: 


1) at a ROM socket (with the ROM connector plug), 
2) at the microprocessor (with the DIP Clip), 
3) and at the reset circuit (with the RES- wire). 


With some processors, you will also need to make a special 
connection for the NMI- wire from the UnilLab. 


ROM Connector 


Most of the wires from the outlet on the left side, labeled 
8/16 BIT IN-CIRCUIT EMULATOR, go to a ROM connector. This 
connector plugs into the target board, occupying a ROM socket. 
Here the UniLab picks up data signals and address inputs. You 
must be certain to orient the plug properly. 


DIP Clip 


The remaining wires from the EMULATOR cable go to the DIP 
clip, along with most of the wires from the right side outlet-- 
labeled 48 CHANNEL BUS STATE ANALYZER. The DIP clip physically 
clips onto the microprocessor. Here the UniLab picks up and 
asserts control signals. Sometimes the NMI- wire requires a 
special connection, similar to that for the RES- wire. 
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-- Connect UniLab to Target -- 
Reset Wire and the NMI Wire 


These two wires carry output signals from the UniLab to the 
target processor. The reset signal tells your processor to start 
executing the program from the beginning. The NMI signal tells 
your processor to jump to a special interrupt vector. 


Both these wires would be connected directly to the pins of 
your processor, in the best of all possible worlds. However, 
the real world is not always that simple. 


Complications 


These two outputs from the UniLab are “open collector" 
(RTL)-- which means the signal coming from the UniLab is not 
strong enough to pull down the output of a logic element (TTL). 


These two signals are inputs to a "logic element" -- your 
processor. However, these input pins of your processor are often 
driven by the (TTL) outputs of other chips (logic elements) on 
your target board. 


If the pin of your processor that you are trying to connect 
the UniLab's wire to is driven by an external logic gate, you 
might have to: 


disconnect your processor's pin from the circuit 
that drives it, 
connect the pin to a "pullup resistor," 
and then connect the UniLab wire directly to your 
processor's pin; 

OR 


disconnect from the circuit the pin that drives 
your microprocessor's pin, 
and then connect the pullup resistor and the 
UniLab wire to the processor pin; 

OR 


connect the UniLab wire to the input of the chip 
whose output drives your processor's pin; 


OR 


depending upon the unique configuration of your 
target board, you might have to do something else. 
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-- Connect UniLab to Target -- 
TAKE PROM OFF BOARD 


The UniLab emulates the Read Only Memory (ROM) of the target 
board. To avoid bus contention problems, you will need to take 
off your target board any PROM chips you plan to emulate. 


With the power to the target system turned off, remove all 
the ROMs that you will be emulating. 


Exception 


The only time you will want to keep the ROM chips on your 
target board is when you want to watch the execution of a program 
running from the chip. Before you can execute a program from a 
chip, make certain that you disable the emulation ROM with EMCLR, 
and disable the debugger functions with the Mode Panel option SWI 
VECTOR (mode panel 3) or with the command RSP’. 


When you want to run the program in a ROM, you would 
probably be better off using the PROM READER MENU. You can read 
the program from the chip into the UniLab's emulation memory, and 
then run the program while it resides in emulation memory. 
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-- Connect UniLab to Target -- 
PUT ROM CABLE IN ROM SOCKET 


The ROM plug on the emulator cable goes into any ROM socket 
in the target system. A single connection allows you to emulate 
several ROMs, but all ROMs that are to be emulated must be 
removed from their sockets. 


Put the ROM plug into a vacant ROM socket, preferably the 
one the microprocessor reads from on reset. 


24 Pin ROM Plug 
in 24 Pin Socket 


24-pin ROM plugs go into 24-pin ROM sockets. And 28-pin 
plugs (not pictured) are suitable for 28-pin sockets. 


24-pin Plug in 28-pin Socket 


A 24-pin ROM plug can also go into a 28-pin socket, if pin 
one of the cable goes into pin three of the ROM it replaces. 
That will leave four unfilled positions on the socket, 1 & 2 and 
27 & 28. 


24 Pin ROM Plug 
in 28 Pin Socket 
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-- Connect UniLab to Target -- 
16-bit ROM Plugs 
The 16-bit ROM cables are a pair of ROM plugs on a single 


cable. One goes into an odd byte plug, the other goes into an 
even byte plug. 


16 bit ROM CABLE 
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-- Connect UniLab to Target -- 
PUT DIP CLIP ONTO MICROPROCESSOR 
With the power to the target system stili turned off, put 


the DIP clip onto the microprocessor, being sure to orient pin 
one of the DIP clip with pin one of the microprocessor. 


Placing DIP CLIP on Processor 
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-~- Connect UniLab to Target -- 
ATTACH PROPER WIRES TO THE CLIP 


Connect the proper wires from the emulator cable and from 
the analyzer cable to the pins on the 40-pin DIP clip provided. 
The connection diagram is in the section on your processor in the 
Target Notes chapter-- or type PINOUT to get an on-line diagram. 
The Cable Wiring appendix (Appendix C) contains a table of the 
connections for all processors. 


Double-check your wiring of the cable, to be sure that it is 
correct. 


Making Connections from 
Analyzer and Emulator Cables 
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-- Connect UniLab to Target -- 
ATTACH THE RESET WIRE 


The RES- wire carries the reset signal from the UniLab to 
your target board. This signal causes the target board to start 
the target program from the beginning. 


Connecting to Simple Circuits 


If you have a simple RC (Resistance-Capacitance) network 
attached to the reset pin of your microprocessor, then you can 
connect the RES- wire directly to the reset pin. 


Common Complication 


However, many boards have a logic element in the reset 
circuit, an SSI or MSI chip that drives the reset pin, and gets 
driven in turn by a simple RC network. 


An "open collector" circuit in the UniLab generates the 
signal on the RES- wire, so you cannot use it to "pull down" the 
output of a logic gate (a "totem pole" output). 


Common Solution 


The UniLab's RES- output can pull down the input of the 
logic gate. By controlling the logic gate, the UniLab controls 
the RESET pin of your microprocessor. 


In general, you will find it easiest to clip the RES- wire 
onto the positive side of the capacitor in the RC circuit. See 
the diagrams on following pages that show typical reset circuit 
connections for an INTEL processor and for the Z80. 


If you have trouble finding the capacitor, try asking the 
board designer, if you can find him. It might be easier to find 
and read the schematics. If neither personnel nor diagrams can 
be found, then you might have to trace the circuit. 


Less Common Solution 
Sometimes the common solution will not work, and you will 
have to alter your reset circuit. You might have to remove the 


chip that drives the reset circuit, and connect a pullup resistor 
in its place. 
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-- Connect UniLab to Target -- 
8051 Family Complication 

If your processor is in the 8051 family, the RESET pin of 
your processor requires a positive going signal. You will have 
to feed the UniLab's negative going signal through a special 
inverting circuit, such as the one below. 


The members of the 8051 family are: 


8051, 8052, 8031, and 8032. 


+5 ¥ 


4.7 K ohms 


Connect RES- wire LS14 
from UniLab here —> To Reset Pin of 
8051 Family processor 


Typical Reset Circuit necessary 
for 8051 family processor 
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-- Connect UniLab to Target -- 


Connect RES- wire 


—> RESET PIN 
from UniLab here ro 


of Microprocessor 


Typical “power on reset circuit” for 
Z80 microprocessor, showing connection 
of RES- line from Unilab 


Connect RES- wire 
from UniLab here 


8086 
PROCESSOR 


RESET 


IN 


Typical “power on reset circuit” for 
Intel microprocessor, showing connection 
of RES-— line from Unilab 
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-- Connect UniLab to Target =< 
ATTACH NMI WIRE 


The NMI signal asserted by the UniLab causes the target 
microprocessor to vector to a special interrupt location. The 
UniLab software uses this signal for three debugger features: 


NMI RI and SI SSTEP 


These commands are not supported by all processors. Consult 
Appendix H to find out whether your software package supports 
NMI. 


If your processor does not support NMI then you do not need 
to have this wire connected. But see the note that appears on 
the next page about processors that don't support NMI. 


Simple Pullup Circuits 


If you have a simple pullup resistor (a resistor running 
from the pin to the power supply voltage) attached to the Non 
Maskable pin of your microprocessor, then you can connect the 
NMI- wire from the UniLab directly to the pin. 


Common Complication 


However, some boards have a logic element in the circuit, an 
SSI or MSI chip that drives the NMI pin. Sometimes an output of 
the processor causes the NMI pin to be activated. 


Since an "open collector" circuit in the UniLab generates 
the signal on the NMI- wire, you cannot use it to "pull down" 
the output of a logic gate. 


Hardware Solution 


If you encounter this problem, the easiest solution is to 
temporarily alter your target board: 


isolate the NMI pin from the circuit that drives it 

connect a resistor of from 1K to 10K ohms between t 
pin and your power supply voltage (pullup 
resistor), 

connect the wire from the UniLab directly to the 
processor pin. 


7 
he 
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-- Connect UniLab to Target -- 


To isolate the NMI pin from the circuit that drives it you 
can either: 


bend the pin of your processor out of the socket on 
your target board 

OR 
build a stacked socket arrangement by cutting the 
appropriate pin off of a "soldertail socket" and 


1 s s s 
plugging the processor into this new socket. Then put 


this stacked arrangement into the socket on your target 
board. 


Software Solution 


If your target board makes use of the NMI pin of your 
processor, you might choose to do without the UniLab features 
that require this resource. 


Simply type in the command NMIVEC' to disable the UniLab's 
use of the NMI vector, and then use SAVE-SYS to save the newly 
configured software. 


You can always enable this feature again with NMIVEC. 


Processors that do not support NMI 


On these processors you can make use of the INT command to 
produce a low-going transition on the NMI- wire when the UniLab 
goes into trigger search state. 


You can then connect the UniLab wire to the IRQ pin of your 
processor (along with a pullup resistor). This will cause your 
processor to execute a maskable interrupt. You will have to 
write your own interrupt routine. You would want to do this if 
you need to shut down peripheral equipment when some error 
condition occurs. See the entry on INT in the Command Reference 
chapter. 
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-- Connect UniLab to Target -- 
8088 and 8086 Family Complication 


Most NMI pins are "active low"-- that is, the pin should 
normally be held at high voltage, and the program gets 
interrupted when the pin is pulled to low voltage. 


However, Intel chose the opposite convention for their 8088 
and 8086 family of processors. The NMI pin on these processors 
is active high. 


This means that you must feed the signal coming from the 
UniLab through an inverting circuit. One choice is to use a 
74LS14, as shown below. 


+5 Y 


NMI wire from —> JTONMI pinot. 
UniLab 8088/86 family 
processor 


Typical NMI circuit needed for 
8088/8086 family processors 
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-- Connect UniLab to Target -- 
PLUG CABLES INTO UniLab CONNECTORS 
Plug the 50-pin cable labeled "Emulator" into the left 
socket on the UniLab, plug the "Analyzer" cable into the right 
socket. 
Both connectors must be plugged in with the plastic key on 
the upper surface, and the red edge of the cable to the left. 


GRIGN — Universal Development Labor; 


Instruments 


8/16 BIT IN-CIRCUIT EMULATOR | 
a EMULATOR CABLE | | 
| j 


Red Stripe 


Emulator Cable 


UniLab I EPROM PROGRAMMER 


48 CHANNEL BUS STATE ANALYZER 
= (O) 
| ANALYZER CABLE a | | ® 


Mm 


Red Stripe 


Analyzer Cable 
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4. CHECKOUT YOUR SETUP 
LOAD A SAMPLE PROGRAM 
RUN THE PROGRAM 
COMPARE TO SAMPLE TRACE 
PLAY AROUND A LITTLE 
HOW TO EXIT 
GET TO WORK 


OVERVIEW 


Now that you have your target board properly connected, you 
should give it a small shakedown cruise. 


You will load in a sample program and run it while it 
resides in UniLab emulation ROM. 


This will only take a few minutes, and will provide you with 
-a broad idea of what the UniLab can do, at the same time as you 
test out your installation. 

This section assumes that you have one of the 
disassembler/debugger packages. If you do not, then a sample 
program is not included in your software. 


Where next? 


For more instruction, follow along with the Guided Demo in 
the next chapter. See also the Getting Started chapter. 
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-- Checkout Your Setup -- 
LOAD A SAMPLE PROGRAM 


Start up the UniLab program if you have not already done so. 
Hit function key 10 (F10) to get the main menu. 


From the main menu of the UniLab program, press 


to select "LOAD A SAMPLE PROGRAM" (LTARG). This will enable 
memory and load the simple demo program for your target 
processor. 
RUN THE PROGRAM 
To watch the program executing, first hit 
F10 
to return to the main menu and use 
F4 
to select the "USE THE ANALYZER" sub-menu. Then, press 
F1 
to select "RESET AND TRACE FIRST CYCLES." 

You should get a trace display that agrees with the one in 
the writeup on your processor in chapter 9. See the next page 
(2-42) to find out how to have the computer compare your trace to 
the sample trace produced by Orion. 

Trouble? 
If you get a "NO ANALYZER CLOCK" message, or find that your 


trace buffer is filled with garbage, or have any other problem, 
then consult the TroubleShooting chapter. 
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-- Checkout Your Setup -- 
COMPARE TO SAMPLE TRACE 


After you have generated a trace with the simple target 
program, compare your trace to the standard trace. Either look 
at the printout in the Disassembler/Debugger writeup for your 
processor, or use the UniLab command 


AA TCOMP TESTXxxx. TRC 


to compare your trace to the sample trace included on the 
distribution diskette. The sample trace, stored as an encoded 
file called TESTxxxx.TRC on your distribution diskette, is not 
available for all processors. See appendix J, or check the 
contents of your distribution diskette. 


If your trace checks out to be okay, then you can be 
confident that you have connected your UniLab properly and that 
your target board is working. 


If you have a bad trace, whether you detect it visually or 
with TCOMP, see the next page. 


Visual Inspection 


You should be especially sensitive to four aspects of the 
trace when examining it: 


1) The very first address-- if it is not right, then 
you've already found the problem, and shouldn't bother 
to look any further. 

2) The very first item in the data column-- if it is 
wrong, then you probably have bad data lines on your 
target board. 

3) The value popped off the stack-- if it is not the 
same as the value pushed, then you probably need to 
patch the value of the stack pointer in the test 
program. 

4) Other addresses and data-- you can have a problem 
even though the first part of the program looks okay. 
For example, you have a grounded address line on your 
target board, bit 6 of the address. You won't notice 
this until bit 6 is supposed to go high (40 hex), and 
doesn't. 


Using TCOMP 

If TCOMP detects a difference between your trace and the 
known good trace that we send to you, it will show you part of 
the good trace, and then the first differing line of your trace. 
See also the entries on TCOMP and TMASK in the Command Reference. 
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-- Checkout Your Setup -- 
Bad Trace? 


Typically you will find one of three things wrong with your 
trace if the fault lies in your connection to the UniLab: 


1) Very first address wrong-- you should check: 
RES- wire and address wires. 

2) Control column incorrect-- you should check 
wires C4 through C7. 

3) Bad data popped off stack-- see below. 


Bad Data from stack? 


Be especially aware of the push and pop instructions early 
on in the program. Is the same value getting read as is being 
written? If the answer is no, then it might be that your stack 
pointer points at RAM that does not exist. 


Check the Stack Pointer-- Processors with Stack in External RAM 


The simple test programs generally set the stack pointer 
within the first few steps. The program sets the stack pointer 
so that it points at the RAM on the Orion target board. If you 
do not have RAM at that and lower addresses, then the program 
will pop garbage data off the stack, and you will not be able to 
set a breakpoint. 


Look at the program as it executes, or look at the listing 
of it in the debugger notes. Is the stack pointer pointing to 
RAM on your target board? 


If the stack pointer needs a different value, use the 
optional on-line assembler, ASM, or the UniLab command 
<word> <addr> MM!. You use that command to poke a new 16-bit 
word into the address field of the stack pointer initializing 
instruction. You can easily patch the program, so that the 16- 
bit address of the stack pointer points to RAM. For example, 
FFFE 10 MM! will put the value FFFE into bytes 10 and 11 of 
emulation ROM. 


Stack Pointer Note 

If you do change the address of the stack, TCOMP will 
indicate a difference between your trace and the standard trace 
at that point in the program. You will have to visually inspect 
the trace to determine whether everything is properly connected. 


Once everything is properly connected, you can use TSAVE to 
save a trace for future regression testing. 
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-~- Checkout Your Setup =< 
PLAY AROUND A LITTLE 


Your target system should now work normally with the 
emulated ROM. Consult the TroubleShooting chapter if you have 
any problems. 


Play with the menu system a bit, to get an idea of the 
capabilities of the UniLab. The menu mode makes a good 
interactive learning tool-- before each command that it executes, 
it echoes to the screen the words that you would type in from 
command mode. 


Experiment a bit with the instrument. For guidance, turn to 
the next chapter, the Guided Demo. When you feel ready to use 
the command mode, hit F10 once to get into the Main menu, and 
then a second time to get to command mode. 
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HOW TO EXIT 


When you want to leave the program, type BYE on a line by 
itself, followed by a carriage return. 


GET TO WORK 
You should take a break, and then use the UniLab some more, 


to set triggers and examine more traces. You will probably want 
to follow along with the Guided Demo in the next chapter. 
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Where to go Next 
WITH TROUBLE 


If you have trouble getting your system running, follow the 


suggestions in the TroubleShooting chapter. 


WITH A FUNCTIONING SYSTEM 


You want to either learn more about the UniLab, or to start 


using it immediately. 


You can take one of four different pathways: 


1) Go through the Guided Demo chapter first. You can 
just read through it, but will learn more if you follow 
it while seated at the computer. 


2) Look at the chapter on Getting Started, then start 
using the instrument. 


3) Use the UniLab in MENU mode, to gain familiarity 
with basic commands. 


4) Start using the UniLab on a task, with the help of 
the Command Reference card. 
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Special Note: Display Characteristic Commands 


Color Monitor 

If you have a color monitor, you will want to let the UniLab 
software know, by entering the command COLOR. You can change the 
default colors with the menu-driven command SET-COLOR. See the 
entries in the Command Reference chapter for more information. 
After you issue the command COLOR, you will want to use SAVE-SYS 
to save the newly configured program. 


Screen Flicker 

If your monitor flickers when you use the PgUp key, you will 
want to issue the command CLEAR, and then use SAVE-SYS to save 
the newly configured program. You can turn this alteration off 
with CLEAR‘. 
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Chapter Three; 
Guided Demonstration 


Introduction 


This chapter shows you how to use the UniLab. It takes you 
through the process you must go through when analyzing your 
software. Before using this chapter, you should have already 
followed the installation instructions in Chapter Two. 


This is not an exhaustive introduction to the UniLab, nor to 
the menus. 


Instead, it illustrates the steps you will follow when 
testing and debugging any program on any processor. 


For purposes of illustration, we use a 280 processor and a 
very Simple program. -However, you will always follow the same 
basic procedure, no matter which processor you use or how 
involved your program. 


Contents 
Overview 3-2 
Call Up the Software 3-3 
Get the MAIN Menu 3-4 


The Five-Step Procedure: 


c Enable Memory 3-5 
2s Load a Program 3-6 
3% Examine the Program 3-7 


Memory Dump 
Disassemble from Memory 

4. Use the Analyzer : 3-9 
Get the First Cycles of Program 
Sample the Bus | 
Set a Trigger on an Address 

Os Use the Debugger 3-13 
Set a Breakpoint to Establish Debug Control 
Set Another Breakpoint 
Single Step Through Code 


Summary 3-16 
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Overview 


This Guided Demo uses the menu mode of the UniLab software 


to: 
ee Enable emulation memory 
2% Load a program into memory 
36 Look at the program in memory 
4. Get a trace of the program executing 
ox Set a breakpoint in the program. 


You get the instrument ready in steps one and two, double- 
check your preparations in optional step three, and then work 
with the program in steps four and five. 


These are the steps that you will almost always follow when 
working with a program, whether you use the menus or commands. 
The heading of each page tells you what command you could use. 


Warning 


Though this chapter is laid out as a demonstration that you 
should follow on your computer, be aware that your traces will 
look different if you are using any processor besides the 280. 


The trigger specs and breakpoint addresses that you must 
enter are different from the ones in this text, as well as the 
name of the .BIN file that you read into memory and the locations 
into which you read it. 


If you aren't certain what addresses to use for trigger 
specs and breakpoint addresses, you should look at the "sample 
session" in the Disassembler/Debugger writeup for your processor. 


If you aren't certain what .BIN file to read in, or what 
addresses to load it into then consult Appendix J. 
Where to Go Next 

See the Getting Started chapter for information on the 
commands and the special features, as well as more information on 


the menu system. Or see the In Detail chapter for reference 
material. 
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Call Up the UniLab Software 


When you cali up the UniLab program, there will be a 
brief pause while the software gets loaded from disk. 
The first actions the program takes: 


Vs display the opening screen, 
2s initialize the UniLab. 


And then you are ready for action. 
UniLab Copyright 198X 
If Orion Instruments 
Version X.XXX Redwood City, CA 


XXXXX disassembler installed - with debugger. 


HELP is available on-line by tentering HELP or F1. 
Enter HELP command to see the definition of "command". 
Type WORDS command to see a list of commands. 


Use the function key F10 for MENU mode operation and quick 
access to most common commands. 

More help is available on the Ctrl-F1 key. 

Press Ctrl-F10 for display of cursor key functions. 


Type MESSAGE for current messages. 


Initializing UniLab... 
Initialized 32K Emulation Memory 
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Get the Main Menu 
Hit the function key 10 (F10) to get the main menu. 


The first thing you must do when working with the 
UniLab on any program is enable a range of emulation 
memory. You enable memory to tell the UniLab which 
addresses it should respond to. You must do this before 
you load a program (with the exception of the test program 
loaded by LTARG, since that command enables the memory it 
needs). 


UniLab MAIN MENU 


F1 ENABLE PROGRAM MEMORY 

F2 LOAD OR SAVE A PROGRAM 

F3 EXAMINE OR CHANGE PROGRAM MEMORY 

F4 WATCH PROGRAM EXECUTE 

F5 SET ANALYZER TRIGGER 

F6 4 SET BREAKPOINTS AND SINGLE STEP PROGRAM 
F7 USE THE STIMULUS GENERATOR 

F8 TOOLKIT ROUTINES 

F9 READ OR PROGRAM A PROM 

F10 EXIT TO COMMAND MODE 


Use function key 1 (F1) to get to the ENABLE menu from 
the MAIN MENU. 
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The Five-Step Procedure 


sooth 


1. Enable a segment of memory The command is: EMENABLE 


We will be loading a program into the lowest 2K of 
memory, addresses 0 through 7FF. This range includes the 
reset address of the Z80 processor: 0000. 


Your processor's reset address is probably different-- 
which means that you need to enable a different range of 
memory. Type in LTARG to find out what range of memory 
should be enabled for your processor. Note that the UniLab 
expects all numbers in hexadecimal. 


The value of =EMSEG will also differ from processor to 
processor-- and is already set to the correct value for 
you. 


Hit F2 to enable a range of memory. 


Notice that the menu system tells you which command 
gives the same effect as your menu choice. 


This command shows what effect it has on emulation 
memory. 


ENABLE PROGRAM MEMORY MENU 


F1 DISPLAY CURRENT STATUS OF EMULATION MEMORY 
F2 ENABLE A RANGE OF EMULATION MEMORY 

F3 ADD ANOTHER RANGE OF MEMORY 

F4 SET A16-A19 MEMORY SEGMENT BITS 

F5 DISABLE ALL EMULATION MEMORY 
F10 RETURN TO MAIN MENU 


Enter starting address of emulation memory (on 2K boundary):0 

Enter ending address of emulation memory (rounded to 2K blocks): 7FF 
The command is: 0 7FF EMENABLE 

Emulator Memory Enable Status: 


7 =EMSEG 
0 TO 7FF EMENABLE 


After you load the sample program, hit F10 to get back to the 
MAIN menu. 
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26. Load a program into memory The command is: BINLOAD 


From the MAIN menu hit F2 to get the LOAD menu. 


UniLab MAIN MENU 


F2 LOAD OR SAVE A PROGRAM 


We shall load the short and simple program included on 
the distribution diskette. Some disassembler packages 
support several different processors, and so will have 
several different .BIN files on the diskette. Consult 
Appendix J if you are not certain what file to load in, or 
what address to start loading it at. 


Use BINLOAD to load a binary format file. You will 
have to specify the starting and ending addresses for this 
memory load. The UniLab will stop loading when it finds 
the end of the file, or when it reaches the "Ending 
address," whichever comes first. 


The program for the 280 gets loaded in starting at 
address 0000. 


With the Z80, the UniLab stops loading after address 
31. This sample program is very short-- only 32 bytes. 


LOAD OR SAVE PROGRAM MENU 


F1 LOAD INTEL HEX FILE 
F2 ~ LOAD BINARY OBJECT FILE 
F3 SAVE A BLOCK OF MEMORY ''O DISK FILE 
F4 LOAD A SAMPLE PROGRAM 
F10 RETURN TO MAIN MENU 


Enter the Starting address:0 
Enter the Ending address: 7FF 
The command is: 0 7FF BINLOAD 


File Name? --- astestZ80.bin end = 31 


After you load the program, hit F10 to return to the 
MAIN menu. 
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3% Examine the program in emulation memory 
Memory Dump The command is: MDUMP 


From the MAIN menu, hit F3 to get the EXAMINE MEMORY 
menu. 


UniLab MAIN MENU 


F3 EXAMINE OR CHANGE PROGRAM MEMORY 


The simplest command for examining memory just dumps 
out the contents of memory, showing you the hex adecimal 
code and the ASCII interpretation of each byte. 


Hit F1 to "dump" a range of memory. Notice that the 
command works on 10 hex byte chunks of memory-- it dumps 
the full range 0 through 2F. 


You will probably prefer to use the command that 
disassembles from memory, rather than just dumping memory. 
See the next page. 


EXAMINE OR CHANGE PROGRAM MEMORY MENU 


F1 EXAMINE A BLOCK OF MEMORY 

F2 DISASSEMBLE FROM MEMORY 

F3 CHANGE ONE BYTE 

F4 CHANGE ONE WORD 

F5 FILL A BLOCK OF MEMORY WITH ONE VALUE 
F6 MOVE A BLOCK OF MEMORY 

F7 COMPARE TWO BLOCKS OF MEMORY 
F10 RETURN TO MAIN MENU 


Enter the Starting address:0 
Enter the Ending address: 2B 


The command is: 0 2B MDUMP 

0 31 00 19 3E 12 01 56 34 11 9A 78 21 DE BC C5 C1 TV ie aw V ae we ee we 
10 36 -3C..3C. 3C. 3¢€ 3¢€-3€ 3¢ sc 3¢ 38C 3C sc. 3C 3¢. 3C COKE EKER ERK 
20 3c 3c 3C 3C 3C 3c 3C 3C «= «63C «C3 «COO3 «600 d«€68E 684 ~« FZ AO CAE Eo 
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Examine the program in emulation memory 
Disassemble the program The command is: DM 


To see the disassembly of a range of program memory, 


use F2. 


The 32 byte program is short enough that we can just 
disassemble the whole thing-- although we should do it 
about ten lines at a time, so that it fits on the screen. 


F1 
F2 
F3 
F4 
F5 
F6 
F7 
F10 


EXAMINE OR CHANGE PROGRAM MEMORY MENU 


EXAMINE A BLOCK OF MEMORY 
DISASSEMBLE FROM MEMORY 
CHANGE ONE BYTE 
CHANGE ONE WORD 
FILL A BLOCK OF MEMORY WITH ONE VALUE 
MOVE A BLOCK OF MEMORY 
COMPARE TWO BLOCKS OF MEMORY 
RETURN TO MAIN MENU 


Enter the Starting address:0 
Enter the number of lines to disassemble (default=5):10 


The command is: 0 10 DM 


LD SP,1900 
LD A,12 

LD BC, 3456 
LD DE,789A 
LD HL,BCDE 
PUSH BC 
POP BC 

INC A 

INC A 

INC A 


Hit F10 to return to the MAIN menu. 


0000 310019 
0003 3E12 
0005 015634 
0008 119A78 
000B 21DEBC 
OOOE C5 
OOOF C1 
0010 3C 
0011 3C 
0012 3c 
Familiar? 


You might 


have already noticed that this 


simple program is identical to the 280 LTARG 
program. 
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4. Use the Analyzer 


Though it was helpful to see a disassembly of the 
program from memory, the value of the UniLab comes from the 
ability to watch your microprocessor system as it executes 
the program. 


From the MAIN menu, hit F4 to get the ANALYZER menu. 


UniLab MAIN MENU 


F4 WATCH PROGRAM EXECUTE 
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4. Use the Analyzer 
Reset the microprocessor, and watch the first cycles 


The command is: STARTUP 


In the ANALYZER menu, hit F1 to get a trace of the 
first cycles of the processor as it executes the sample 
program. 


Only the first few lines of the trace are shown, but 
you can look at more of the trace by using the Down Arrow 
and the PgDn keys on the numeric key pad. 


If you were to look at the rest of the trace, you 
would see it continues with the series of "INC A" 
instructions, ending with a "JP 3" instruction at address 
29. And then you would see the code at address 3 being 
executed again. 


ANALYZER MENU 


F1 RESET AND TRACE FIRST CYCLES 

F2 TRACE IMMEDIATELY 

F3 TRACE FROM A SPECIFIC ADDRESS 

F4 COUNT CYCLES BETWEEN TWO ADDRESSES 
F5 SAMPLE THE BUS CONTINUOUSLY 

F6 SAMPLE ADDRESS ACTIVITY 
F10 RETURN TO MAIN MENU 


The command is: STARTUP resetting 

cy# CONT ADR DATA 
B7 0000 310019 LD SP,1900 
B7 0003 3E12 LD A,12 
B7 0005 015634 LD BC,3456 
B7 0008 119A78 LD DE,789A 
B7 000B 21DEBC LD HL,BCDE 
B7 OOOE C5 PUSH BC 

18FF 34 write 

D7 18FE 56 write 

B7 OOOF C1 POP BC 

F7 18FE 56 read 

F7 18FF 34 read 

B7 0010 3C INC A 

B7 0011 3C INC A 


PWN ODT WaOANwWo 
iw) 
~J 


ee et et ee ed 


See section one of the In Detail chapter to find out more about 
interpreting the trace. 
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Use the Analyzer 
Sample the bus The command is: 


Even though you are looking at a trace of the first 
cycles of the program, the program continues to run. 


You can get a sampling of the instructions that the 
program is executing right now. Hit F5. These samples are 
random selections from the bus. 


You hit any key to stop the display of bus samples. 

The transcript below confirms what was already pretty 
obvious from the trace-- the program spends most of its 
time executing "INC A" instructions. 


Note that the disassembler sees one isolated byte (or 
word, with 16-bit processors), and therefore it fairly 
often sees only one part of an instruction that takes 
several bus cycles to be read from memory. 


For example, the very first cycle captured by SAMP in 
the transcript below shows a read of DE. But the program 
never reads a value of DE-- except when it reads the 
immediate value to load into the HL register, in the fifth 
line of the program (see previous page). 


The lesson: while using SAMP either turn off the 
disassembler, or leave it on while realizing that it can be 
"fooled." 


ANALYZER MENU 

F1 RESET AND TRACE FIRST CYCLES 

F2 TRACE IMMEDIATELY 

F3 TRACE FROM A SPECIFIC ADDRESS 

F4 COUNT CYCLES BETWEEN TWO ADDRESSES 
F5 SAMPLE THE BUS CONTINUOUSLY 

F6 SAMPLE ADDRESS ACTIVITY 
F10 RETURN TO MAIN MENU 


The command is: SAMP 


000C 
C01C 
001C 
O01F 
002B 
001D 
0007 


34 


read 
INC A 
INC A 
INC A 
read 
INC A 
read 
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Use the Analyzer 
Set a trigger on an address The command is: <address> AS 


Though the preset triggers of the UniLab are helpful, you 
will usually set up your own trigger specification. 


Use F3 to set up a trigger that will show the trace starting 
at whatever address you specify-- in this case, address 29, the 
address of the jump instruction. (Note that 29 is specific to 
the testZ80 program. The test program for your processor will 
have different instructions at different addresses.) 


Note that the trigger address is labeled as cycle 0, and 
that the UniLab shows you the five bus cycles before that 
address. 


As always, the program shows you only a screenful of trace. 
You must use PgDn or Down Arrow to see more of the trace display. 


ANALYZER MENU 


F1 RESET AND TRACE FIRST CYCLES 

F2 TRACE IMMEDIATELY 

F3 TRACE FROM A SPECIFIC ADDRESS 

F4 COUNT CYCLES BETWEEN TWO ADDRESSES 
F5 SAMPLE THE BUS CONTINUOUSLY 

F6 SAMPLE ADDRESS ACTIVITY 
F10 RETURN TO MAIN MENU 


Enter the Trigger address:29 


The 


command is: 29 AS 


B7 0024 3C INC A 
B7 0025 3C INC A 
B7 0026 3C INC A 
B7 0027 3C INC A 
B7 0028 3C INC A 


B7_ 0029 C30300 JP 3 


B7 0003 3E12 LD A,12 

B7 0005 015634 LD BC,3456 
B7 0008 119A78 LD DE,789A 
B7 000B 21DEBC LD HL,BCDE 
B7 QOOE C5 PUSH BC 

D7 18FF 34 write 

D7 18FE 56 write 
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5. Use the Debugger 
Set a breakpoint to Establish Debug Control 


The command is: RESET <address> RB 


Now hit F10 to get back to the MAIN menu, and then choose 
the SET BREAKPOINTS menu with F6. 


UniLab MAIN MENU 


F6 SET BREAKPOINTS AN 


Whenever you want to use any of the debug features, you must 
first establish debug control-- which causes special hardware in 
the UniLab to take control of your microprocessor. 


Hit F1 to set a breakpoint. The example shows a breakpoint 
set at address 27, two cycles before the JUMP instruction. 


See the In Detail chapter for a complete explanation of the 
debugger and the breakpoint display. 


DEBUG MENU 


F1 SET A BREAKPOINT TO ESTABLISH DEBUG CONTROL 
F2 RESUME EXECUTION TO A BREAKPOINT 

F3 EXECUTE THE NEXT STEP (WON'T FOLLOW JUMPS) 
F4 GO TO AN ADDRESS WITH A BREAKPOINT SET 

F5 GO TO AN ADDRESS AND EXIT THE DEBUGGER 
F10 RETURN TO MAIN MENU 


Enter the breakpoint address in emulation memory: 27 
The command is: RESET 27 RB resetting 


AF=2928 (sz-a-pnc) BC=3456 DE=789A HL=BCDE IX=FFFF IY=FDFF SP=1900 PC=0027 
0027 3C INC A (next step) 
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5e Use the Debugger 
Set another breakpoint The command is: <address> RB 


Once you have established debug control, you can use 
any of the other debugger features. 


F2 lets you set a breakpoint at a new address, and 
then releases the program from debug control. When the 
program reaches the new breakpoint, you will again see the 
breakpoint display. 


Here we begin with the processor stopped just before 
address 27. Press F2 and enter the value 3 to seta 
breakpoint at address 3. 


That allows us to see the state of the processor 
immediately after it executes the JUMP instruction. 


Of course, you could set this second breakpoint 
anywhere in the program. 


DEBUG MENU 


F1 SET A BREAKPOINT TO ESTABLISH DEBUG CONTROL 
F2 RESUME EXECUTION TO A BREAKPOINT 

E3 EXECUTE THE NEXT STEP (WON'T FOLLOW JUMPS) 
F4 GO TO AN ADDRESS WITH A BREAKPOINT SET 

F5 GO TO AN ADDRESS AND EXIT THE DEBUGGER 
F10 RETURN TO MAIN MENU 


AF=2928 (sz-a-pnc) BC=3456 DE=789A HL=BCDE IX=FFFF IY=FDFF SP=1900 PC=0027 
0027 3C INC A (next step) 


Enter the breakpoint address in emulation memory:3 

The command is: 3 RB 
AF=2B28 (sz-a-pnc) BC=3456 DE= icon HL=BCDE IX=FFFF IY=FDFF SP=1900 PC=0003 
0003 3E12 LD A,12 (next step) 
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be Use_the Debugger 
Single-step through code The Command i 


oF) 
a 


The UniLab single-steps by setting a breakpoint just 
after the instruction currently pointed to by the program 
counter. Then it releases your processor. 


The processor executes the instruction that the 
program counter points to, and stops when it hits the 
breakpoint. Tap F3 to single-step. 


Note that in the transcript below e begin with the 
processor stopped at address 3. Then we hit F3 twice, to 


step through the next two instructions. 


The breakpoint display shows that 12 was properly 
loaded into the A register by the LD A, 12 instruction. 


DEBUG MENU 


F1 SET A BREAKPOINT TO ESTABLISH DEBUG CONTROL 
F2 RESUME EXECUTION TO A BREAKPOINT 

F3 EXECUTE THE NEXT STEP (WON'T FOLLOW JUMPS) 
F4 GO TO AN ADDRESS WITH A BREAKPOINT SET 

F5 GO TO AN ADDRESS AND EXIT THE DEBUGGER 
F10 RETURN TO MAIN MENU 


\F=2B28 (sz-a-pnc) BC=3456 DE=789A HL=BCDE IX=FFFF IY=FDFF SP=1900 PC=0003 
J003 3812 LD A,12 (next step) 


The command is: N 
\F=1228 (sz-a-pnc) BC=3456 DE=789A HL=BCDE IX=FFFF IY=FDFF SP=1900 PC=0005 
3005 015634 LD BC,3456 (next step) 


The command is: N 
\F=1228 (sz-a-pnc) BC=3456 DE=789A HL=BCDE IX=FFFF IY=FDFF SP=1900 PC=0008 
J008 119A78 LD DE, 789A (next step) 


Problems with N? 

N sets a breakpoint at the address following the instruction 
pointed to by the program counter. If you use N when the program 
counter points at a jump instruction, then the program wiil not reach 
the breakpoint. It will seem as if nothing happened. 

You're actually releasing the program from debug control with a 
breakpoint set at a code address that is not executed. Most 
processors support a command, called SSTEP, that allows you to watch 
jumps and branches. 
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summary 


We've gone through the process of loading a program, looking 
at it, and running it. We generated two traces of the progran, 
and then set several breakpoints. 


Though the program was very simple, the process you go 
through will be the same for any program. 


More advanced work 


Note that so far we have only set a trigger specification on 
2 bytes of the 6 bytes of bus activity that the UniLab looks at 
during each bus cycle. The Guided Demo used the AS command to 
set a trigger specification on the 16 bits of the address input. 


You can also: 


1) set triggers on any combination of the 6 
bytes of the UniLab inputs from the target 
board, 

2) use qualifiers to delay the search for the 
trigger until after some otner bus activity 
occurs. 

3) and produce filtered traces that include or 
exclude whatever bus cycles you describe. 


These capabilities are described in the Command Language 
section of the next chapter, and more completely in the In Detail 
chapter. 


Learning 

As you use the menus, you will gain familiarity with the 
UniLab methodology and commands. Most people find that they soon 
are operating in command mode and making use of the split screen 
(F2). 

But everyone turns to the menus for help with seldom used 
tasks, such as PROM reading and programming. 
Next 

See the next chapter, Getting Started, for a complete guide 


to the menu system, and an introduction to the commands and to 
the special features (such as mode panels and split screens). 
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Chapter Four: 
Getting Started-- The Menus, the Commands, 
and the Special Features 


Introduction 


You use this chapter to get an overview of the capabilities 
of the UniLab software. 

Before using this chapter, you should have installed the 
UniLab system on your personal computer, and have connected the 
instrument to your microprocessor board. 


You would also benefit from looking over the Guided Demo 
chapter before reading this one. 


When you require more information than Chapter Four has to 


offer, the In Detail chapter provides you with in-depth 
information about every aspect of the instrument. 


Contents 


Overview AD 
1. Menu Mode 4-4 
2. Command Mode 4-19 
Command Tail and Batch Files 4-20 
Using the Command Language 4-23 
Trigger Specs: Theory and Conventions 4-24 
Trigger Specifications: Examples 4-27 

3. Special Features 4-33 
' Function Keys 4-34 
Cursor Keys: Traces and Line History 4-36 
Windows 4-41 
Viewing Textfiles 4-49 
Cursor Key Summary 4-51 
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Overview 


The organization of this chapter mimics the stages you will 
pass through as you start using the UniLab. 


When you start working with the UniLab, you will need the 
prompting and guidance that the menus provide. 


After you have gained some familiarity with the instrument, 
you will find that your work goes faster using commands. 


You will soon find that you want to look at several 
different types of information at the same time. That is when 
you will need and appreciate the split screen-- though the split 
screen will be valuable to you from the moment you start using 
the instrument. 


The bulk of the chapter covers these three major topics: 
Menus, 
Commands, 
Special features. 


This third section contains a tutorial on the use of 
function keys, cursor keys and split screens (windows). 
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-~- Overview -- 
When to use: Menus and commands and special features 
Menus 


Use the menu mode when you first work with the UniLab. The 
menus help you by guiding your activities. The menus also help 
you learn, by telling you which command corresponds to the menu 
selection you have made. 

The Menu Mode section of this chapter shows each of the 
menus, and explains what each menu choice does. Consult this 
section to learn what functions each menu performs, and which 
commands correspond to each menu choice. 


You don't have to exit from menu mode to try out commands. 
At any time, you can type in most UniLab commands. After a short 
time, you will be ready to work without menus. 


Commands 


Use the command mode when you have a passing familiarity 
some of the UniLab's functions. When you are in command mode you 
can make use of the full power of the UniLab, and take advantage 
of the special features that are not available in menu mode, such 
as split screens, calls to DOS, the mode panels, and text file 
review. | 


The Command mode section of this chapter introduces you to 
the use of commands, concentrating on setting trigger 
specifications. Consult this section to learn the command 
conventions, and find out how to use UniLab commands to capture 
information about your target processor program. | 


This section also includes information about the use of 
command tails and batch files with the UniLab software. 


Special features 


You can use the special features as soon a3 you start using 
command mode. The UniLab software provides you with: 
split screens, 
reassignable function keys, 
mode panels for easy toggling of options, 
a history of the current session, 
and other special features. 


These easy to use features are completely explained by the 
third section of this chapter. 
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1. The Menu Mode 


The UniLab software provides a powerful command language 
that allows control of all facilities from a single context. 
However, command languages can be intimidating to first-time or 
infrequent users. 


The menu system allows you to gain familiarity with the 
UniLab-~ and to test commands from within the UniLab. 


You enter (and leave) the menu system with function key 10 
(F10). 
Choosing options 

You make choices from the menu by pressing a function key. 

Whenever you make a menu choice, the program will ask you 
for any needed parameters, tell you what command you would use, 
and then execute the command. 

The test in the following pages also tells you the command 
corresponding to each menu choice. 
The arrangement of options 

Within many of the menus, the options appear in the order 
that you will need them. For example, the ANALYZER TRIGGER menu 


shows the trigger spec commands in order of increasing 
complexity. 


Using commands from inside menu mode 


You can use most of the UniLab commands from within the menu 


mode, though of course you cannot use the function keys to call 


up commands. Also, the mode panels and windows are not available 


to you. 
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-- Menu Mode -- 
Map to the menu system 


Each of the following pages shows one of the menus, and 
briefly explains the menu choices. 


The chart below shows you the straightforward arrangement of 
the menus. The only complication, and that a mild one, is that 
you must travel through the EPROM reader menu to get to the two 
EPROM programmer menus. Even with this inconvenience, you can 
get any EPROM programmed with five key strokes, in the very worst 
case. 


Main Menu 


F1 F3 F5 F7 F9 
F2 F4 F6 F8 
Enable Examine Set Use the Read an 
Program or Alter Analyzer Stimulus EPROM 
Memory Memory Trigger Generator 
Load or Watch Set Use 
Save Program Program Breakpoints Toolkit 
ie, Execute 
F9 
EPROBI 


Programmer #1 
F9 
EPROM 
Programiner #2 


From the Hain menu, F10 puts you into command mode. 


From any of tne sub-menus, F10 puts you into the Main menu. 
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-- Menu Mode -- 


The UniLab system will present you with the main menu when 
you enter menu mode by hitting function key 10, or when you type 
the command MENU : 


UNILAB MAIN MENU 


F1 ENABLE PROGRAM MEMORY 

F2 LOAD OR SAVE A PROGRAM 

F3 EXAMINE OR CHANGE PROGRAM MEMORY 

F4 WATCH PROGRAM EXECUTE 

ES SET ANALYZER TRIGGER 

F6 SET BREAKPOINTS AND SINGLE STEP PROGRAM 
F/ USE THE STIMULUS GENERATOR 

F& TOOLKIT ROUTINES 

F9 READ OR PROGRAM A PROM 

F10 EXIT TO COMMAND MODE 


Explanation 


None of the entries on this menu actually correspond to 
UniLab commands. You use this menu to choose the appropriate 
sub-menu. 


The options appear in the order you will need to use them: 


When checking out a program, you need to enable memory (F1), 
then load the program into emulation memory (F2). 


After that, you will probably want either to look at the 
program in memory (F3) or to watch it execute (F4). You will 
probably need to do both of these at different times. 


Most of your time with the UniLab will be spent setting 
trigger specifications and examining the traces that result. 
This is how you track down bugs. The menu supplies the most 
common trigger commands (F5), but you will need to use commands 
to make use of the full power of the UniLab. 


After you track the bug down to a small section of code, you 
might want to look at the internal state of the processor (F6) 
while it executes that portion of the program-- though this is 
not necessary for most debugging work. But if you want to do 
it, you must first establish debug control by setting a 
breakpoint. You can then single-step from that point in the 
program. 


When you are done with your debugging work, you can burn the 
tested program into an EPROM (F9). 
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-~- Menu Mode -- 


ENABLE PROGRAM MEMORY MENU 


ia DISPLAY CURRENT STATUS OF 
EMULATION MEMORY 
F2 BNABLE A RANGE OF EMULATION MEMORY 
F3 ADD ANOTHER RANGE OF MEMORY 
F4 SET A16-A19 MEMORY SEGMENT BITS 
F5 DISABLE ALL EMULATION MEMORY 
F10 RETURN TO MAIN MENU 


Explanation 


Because you can only put a program into a range of emulation 
memory that has already been enabled, you will want to check the 
current status of emulation memory (F1 or ESTAT) before loading 
in a program. 


If the range of memory you need isn't enabled, you will need 
to correct that (F2 or <start addr> <end addr> EMENABLE). This 
clears out any previous enable settings. 


‘You might later want to enable another range of memory 
without clearing out the previous setting (F3 or ALSO <start 
addr> <end addr> EMENABLE). 


You can use SAVE-SYS <filename> to save the UniLab software 
after you enable the range of memory that you need for your 
project. That way, you only need to enable memory once. 


The upper four bits of the address are set properly for you, 
unless you don't have a disassembler software package, or have an 
abnormal memory map. In the unlikely event that you need to 
change that setting you can (F4 or <hex digit» =EMSEG). The 
change does not have any effect until the next EMENABLE command. 
See the first section of the In Detail chapter if you need more 
information about the upper four bits of the address. 


You will never need to disable all emulation memory, unless 
you want to run a program from a ROM chip on the microprocessor 
board (F5 or EMCLR). Before you can analyze a program running 
from a ROM, you will need to disable the debugger (with the mode 
panel choice SWI VECTOR or RSP"). 


As in all sub-menus, F10 returns you to the MAIN MENU. 
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-- Menu Mode -- 


Hit F2 from the MAIN MENU to get the second sub-menu: 


LOAD OR SAVE PROGRAM MENU 


F1 LOAD INTEL HEX FILE 

F2 LOAD BINARY OBJECT FILE 

F3 SAVE A RANGE OF MEMORY TO DISK FILE 
F4 LOAD A SAMPLE PROGRAM 
F10 RETURN TO MAIN MENU 


Explanation 


This sub-menu allows you to load two types of program files 
into emulation memory. 


An INTEL hex format file contains within it the address that 
every byte of code will go to. When you load one of these files, 
you specify only the name of the file, since you cannot choose 
what addresses it will load into (F1 or HEXLOAD <file name>). 


When you load a binary object file, you must specify the 
address in emulation ROM to start and the address to end (F2 or 
<from addr> <to addr> BINLOAD <file name>). You must stay aware 
that the program will load until it reaches the <to addr>, or 
until it reaches the end of file, whichever comes first. If you 
are not cautious, you might accidentally load only part of your 
program. 


You can just as easily save a range of memory to a disk file 
(F3 or <from addr> <to addr> BINSAVE <file name>). 


Loading and running the simple test program can be a 
valuable way to test out your UniLab (F4 or LTARG). Watch out, 
since this command changes the enable status of emulation ROM. 


As in all sub-menus, F10 returns you to the MAIN MENU. 
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-~- Menu Mode -- 


‘S 


1e MAIN MENU to get the third sub-menu: 


EXAMINE OR CHANGE PROGRAM MEMORY MENU 


FI EXAMINE A RANGE OF MEMORY 

F2 DISASSEMBLE FROM MEMORY 

F3 CHANGE ONE BYTE 

F4 CHANGE ONE WORD 

ES FILL A RANGE OF MEMORY WITH ONE VALUE 
F6 MOVE AN AREA OF MEMORY 

F7 COMPARE TWO AREAS OF MEMORY 

F10 RETURN TO MAIN MENU 


Explanation 

You can perform all memory operations on RAM after you have 
established debug control. Otherwise you can only work on 
enabled emulation ROM. 


You can examine memory by performing a hexadecimal dump of 
some range (F1 or <from addr> <to addr> MDUMP). This command 
operates on 10-byte blocks of memory, and shows you the numbers 
stored in memory. 


You will probably find it more valuable to see the 
disassembly of the instructions stored in memory (F2 or 
<from addr> <number of instructions to decode> DM). 


You might want to alter the instructions in program memory. 
If you know the number that corresponds to an instruction, you 
can push into memory either a byte (F3 or <byte> <address> M!), 
or a 16-bit word (F4 or <word> <address> MM!). 


If you choose, you can make use of a more heavy-handed way 
to alter memory, and fill an entire range of memory with the same 
byte value (F5 or <from addr> <to addr> <byte value> MFILL). 

This command is useful for putting a bunch of identical 
instructions into program memory, for testing purposes. 


Sometimes when you need to alter your program, you need to 
move blocks of code from one place to another (F6 or 
<start addr source> <end addr source> <start addr dest> MMOVE). 


For testing purposes, and in the course of verifying PRONs, 
you might want to find out how two areas of memory differ, if 
they do differ (F7 or <from addr> <to addr> <comp addr> MCOMP). 
This command operates on 100-byte blocks. . . 

As in all sub-menus, F10 returns you to the MAIN MENU. 
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-~- Menu Mode -- 
Hit F4 from the MAIN MENU to get the fourth sub-menu: 


ANALYZER MENU 


F RESET AND TRACE FIRST CYCLES 

F2 TRACE IMMEDIATELY 

F3 TRACE FROM A SPECIFIC ADDRESS 

F4 COUNT CYCLES BETWEEN TWO ADDRESSLS 
F5 SAMPLE THE BUS CONTINUOUSLY 

F6 SAMPLE ADDRESS ACTIVITY 
F10 RETURN TO MAIN MENU 


Explanation 


Especially when you first start testing a new piece of 
software for your microprocessor board, you will want to look at 
the first cycles that it executes (F1 or STARTUP). 


Another way to explore your program when you first start 
working with it is to capture the trace of what it is now 
executing (F2 or NOW?). You can also use this command to 
demonstrate to yourself that your processor does not stop when 
you capture a trace-- while you are examining the "instant 
replay," the game continues. 


One of the simplest and most frequently used trigger 
specifications tells the UniLab to show you what happens after 
the program reaches a given address (F3 or <addr> AS). 


While trying to figure out where your program is spending 
its time, you will find it useful to count the number of bus 
cycles that occur between addresses (F4 or <first addr> <second 
addr> CYCLES?). 


You can get a rather rough grained view of your program by 
displaying a sample of bus activity, randomly snatched from the 
bus, One per second (F5 or SAMP). 


An even rougher grained view is available. You can look at 
only random samples of the address bus (F6 or ADR?). 


As in all sub-menus, F10 returns you to the MAIN MENU. 
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-- Menu Mode -- 


1e@ MAIN MENU to get the fifth sub-menu: 
ANALYZER TRIGGER MENU 


F1 TRIGGER ON AN ADDRESS 
F2 TRIGGER ON A RANGE OF ADDRESSES 
F3 TRIGGER ON A RANGE OF ADDRESSES AND A DATA VALUE 
F4 TRIGGER OUTSIDE A RANGE OF ADDRESSES 
F5 FILTER EXCLUDING A RANGE OF ADDRESSES 
AFTER AN ADDRESS 
F6 TURN RESET OFF OR ON (reset is now on) 
F10 RETURN TO MAIN MENU 


Explanation 


The menu mode does not provide you with the full power and 
flexibility of the command mode-- but the ANALYZER TRIGGER MENU 
does provide you with some of the most useful trigger commands. 


This menu repeats the option from the fourth menu, allowing 
you to set a trigger on an address (F1 or <addr> AS). 


You can also trigger when any member of some range of 
addresses appears on the bus (F2 or <addr> TO <addr> ADR S). You 
can also set a trigger on several ranges of addresses, but not 
from within the menus. 


But the menu does allow you to trigger only when both a 
given range of addresses and a given data value appear on the bus 
(F3 or NORMT <addr> TO <addr> ADR <byte> DATA S). 


You can also trigger when the processor goes outside a given 
range of memory, for either reads or fetches (F4 or 
NOT <addr> TO <addr> ADR S). This trigger specification is more 
useful as a command, since you can, with most processors, limit 
the trigger event still further by specifying READ or FETCH. 
This lets you, by specifying the appropriate addresses, trigger 
when the processor tries to fetch from outside of ROM, or read 
from outside of RAM. 


You often find that the majority of your trace is filled 
with the record of some delay or status loop that occurs again 
and again. You will find it useful to capture a trace that 
triggers on one address, and excludes some other range of 
addresses from the trace (F5 or ONLY NOT <addr> TO <addr> ADR 
AFTER <trigger addr> ADR S). 
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-- Menu Mode -- 

When you have RESET turned on, your target board starts the 
target program from the reset address when the analyzer starts 
watching the bus for a new trigger-- that is, whenever an §S is 
issued. 


With RESET turned off, the analyzer will search the program 
"in progress" for the trigger whenever an S is issued. 


You can toggle RESET on and off (F6 or RESET and RESET'). 


As in all sub-menus, F10 returns you to the MAIN MENU. 
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-- Menu Mode -- 
Hit F6 from the MAIN MENU to get the sixth sub-menu: 
DEBUG MENU 


Fi SET A BREAKPOINT TO ESTABLISH DEBUG CONTROL 
F2 RESUME EXECUTION TO A BREAKPOINT 
F3 EXECUTE THE NEXT STEP (WON'T FOLLOW JUMPS) 
F4 GO TO AN ADDRESS WITH A BREAKPOINT SET 
F5 GO TO AN ADDRESS AND EXIT THE DEBUGGER 
F10 RETURN TO MAIN MENU 

Explanation 


After you have established debug control, you can read and 
alter RAM, read and alter internal registers, single step through 
your program, and perform many other traditional debugging 
functions. The menu does not provide you with access to all the 
features available in command mode. 


To establish debug control, you set a breakpoint on the 
first address of an instruction (F1 or RESET <addr> RB). When the 
program reaches the breakpoint and shows the internal register 
display, you have established debug control. This command causes 
the processor to start executing the program from the beginning. 
RB also disables RESET. 


From a breakpoint, you can instruct the UniLab to set a new 
breakpoint and free the processor from debug control, so that it 
can run until it reaches the new breakpoint (F2 or <addr> RB). 
This command does not cause your program to start again. 


From a breakpoint, you can also step through instructions 
one at a time, looking at the internal register display after 
each step (F3 or N). This command will not follow jumps, calls 
or branches, but processors with a hardware Non-liaskable 
Interrupt support a SSTEP command. See Appendix H. 


The SSTEP command allows you to follow non-sequential code. 
See the chart in Appendix H to find out whether your processor 
supports this and other features that depend upon the Non- 
Maskable Interrupt. 


From a breakpoint, you can also change the program counter 
and then set a breakpoint, before releasing the processor from 
debug control (F4 or <New PC> <addr> GB). 

You can also change the program counter and then release the 
program from debug control without a breakpoint set (F5 or 
<New PC> G). ean 


As in all sub-menus, F10 returns you to the MAIN MENU. 


Wily 7 3,. 1965 Page 4-153 -- Getting Started -- 


-- Menu Mode -- 


Hit F7 from the MAIN MENU to get the seventh sub-menu: 
STIMULUS MENU 


F1 SET A STIMULUS BIT 

F2 RESET A STIMULUS BIT 

F3 DEFINE ALL 8 STIMULUS BITS 
F10 RETURN TO MAIN MENU 


Explanation 


You can use the stimulus generator to send signals out 
through the PROM PROGRAMMER socket. These eight signals, which 
you control from your keyboard, can replace the usual prototype 
board dip switch. 


You can set (change to high signal) a single bit of the 
stimulus output (F1 or <bit number> SET). 


You can also "reset" (change to low signal) a single bit of 
the stimulus output (F2 or <bit number> RESET). 


You might prefer to specify all eight bits at once, by 
setting the output to the value of two hexadecimal digits (F3 or 
<byte value> STIMULUS). 


As in all sub-menus, F10 returns you to the MAIN MENU. 
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-~- Menu Mode -- 
Hit F8 from the MAIN MENU to get the eighth sub-menu: 


TOOLKIT MENU 


F1 DISPLAY PINOUT OF 2716 PROM 
F2 DISPLAY PINOUT OF 2764 PROM 
F3 DISPLAY PINOUT OF PROCESSOR 
AND UniLab CABLE 
F4 DISPLAY CATALOG OF AVAILABLE PINOUTS 
FS DISPLAY ASCII TABLE 
F10 RETURN TO MAIN MENU 


Explanation 


The toolkit menu provides you with some reference material 
that you will find invaluable. 


The most valuable is the chip diagram that shows how the 
cables connect to your processor (F3 or PINOUT). 


The other choices show you the chip diagram of two PROMs (F1 
and F2), a catalog of commands you can use to get the chip 
diagrams of many processors (F4-- but note that these commands 
are not functional in menu mode), and a display showing the 
hexadecimal codes for every ASCII character (F5). 


As in all sub-menus, F10 returns you to the MAIN MENU. 
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~- Menu Mode -- 
Hit F9 from the MAIN MENU to get the ninth sub-menu: 


PROM READER MENU 


F1 READ 2716/48016 - use PM16 


F2 READ 2532 - use PM16 
F3 READ 2732 - use PM32 
F4 READ 2764 - use PM64 
F5 READ 27128 - use PM64 
(PM56 for 27128A) 
F6 READ 27256 - use PM56 
F7 READ 27512 - use PM512 


F9 Go to Prom Programmer Menu 
F10 RETURN TO MAIN MENU 


Explanation 


You use this menu to load a program from an EPROM into the 
UniLab's emulation ROM. Each entry on the menu tells you which 
Personality Module (PM) you need to use while reading from the 
PROM. The PM nestles next to the EPROM PROGRAMMER socket, and 
alters control signals as necessary for each PROM. 


You can perform all EPROM programming and reading from 
within the menu system. We recommend that you not bother to make 
use of the commands, though they are available for use in macros. 


See Appendix G if you want more information on EPROMs and 
commands. 


This menu also provides you with access to the PROM 
PROGRAMMER MENU. Hit F9. 


As in all sub-menus, F10 returns you to the MAIN MENU. 


ORION Universal Development Laboratory 


Instruments 


UniLab I EPROM PROGRAMMER 


8/16 BIT IN-CIRCUIT EMULATOR 48 CHANNEL BUS STATE ANALYZER 


PERSONALITY MODULE 
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-- Menu Mode -- 


Hit F9 from the PROM READER MENU to get the first 


PROM PROGRAMMER sub-menu: 


F1 
FZ 
F3 
F4 
ES 
F6 
F7 
Eg 
F10 


Explanation 


PROGRAM 
PROGRAM 
PROGRAM 
PROGRAM 
PROGRAM 
PROGRAM 
PROGRAM 
Next page 
RETURN TO 


PP Pr YP PY 


PROM PROGRAMMING MENU #1 


2716 
2532 


AT7TIID:R 


ZAfIZA 


2764A 


27128A 
27256A 


27512 


MAIN MENU 


(use 
(use 
(use 
(use 
(use 
(use 


PM16 personality module) 
PM16 personality module) 
PM3Z personality module) 
PM64 personality module) 
PM56 for A version) 

PM56 personality module) 


(use PM512 personality module) 
of Prom Programming Menu 


You use the two PROM PROGRAMMING menus to program any ZPROM 
that Orion supports. 


Hit F9 to get the second page of the menu. 


See Appendix G if you want more information on EPROMs and 


commands. 


As in all sub-menus, F10 returns you to the MAIN MENU. 
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--~ Menu Mode -- 


Hit F9 from the first PROM PROGRAMMER sub-menu to get 
the second PROM PROGRAMMER sub-menu: 


PROM PROGRAMMING MENU #2 


F1 PROGRAM A 27C16 (use PM16 personality module) 
F2 PROGRAM A 48016 (use PM16 personality module) 
F3 PROGRAM A 27C32 (use PM16 personality module) 
F4 PROGRAM A 2764 (use PM64 personality module) 
F5 PROGRAM A 27128 (use PM64 personality module) 
F6 PROGRAM A 27256 (use PM56 personality module) 


|e, RETURN TO PROM READER MENU 
F10Q0 RETURN TO MAIN MENU 


Explanation 


These two PROM PROGRAMMING menus provide you with all the 
EPROM burning tools you need. 


See Appendix G if you want more information on EPROMs and 
commands. 


Hit F9 to return to the PROM READER MENU. 


As in all sub-menus, F10 returns you to the MAIN MENU, 
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2. |The Command Mode 


In command mode, the line of text you type in gets 
interpreted whenever you press the carriage-return (enter) key. 


Common commands are assigned to some function keys, while 
other function keys summon help screens. Altogether forty soft- 
keys are available to you on the function keys. Several more 
features are assigned to the numeric key pad (cursor keys). 


The key functions are covered in the Special Features 
section of this chapter. 


The UniLab software understands the command words and 
hexadecimal numbers. Words must be separated from one another by 
at least one space. Multiple commands can be strung together on 
a single line if desired. 


Entering command mode 


You enter the command mode by pressing function key 10 (F10) 
from the main menu. 


Of course, you are normally in command mode when you first 
start the program. 


Most commands can also be executed from within the menu 
mode. Most of the exceptions are window and pop-up panel display 
words. 


You can re-enter menu mode by pressing F10 at any time. 
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Command Tail and Batch Files 


The optional information on this page and the two following 
tells you how to use the batch file facility of DOS and the 
command tail feature of the UniLab software to automate the 
process of producing object files and loading them into the 
UniLab's emulation ROM. 


Command tail 


The UniLab program allows you to include a "command tail" on 
the DOS command line, each time you call up the software. You do 
it this way: 


C> ULZ80 <UniLab command> 


The UniLab command that you include on the DOS command line will 
be executed after the instrument is initialized. 


For example, if you want to go into menu mode as soon as you 
start up, you could type in: 


C> ULZ80 MENU 


Simple batch files 


If you find yourself executing the same instruction every 
time you start up your UniLab software, you might want to include 
that command ina batch file, as a command tail. 


Batch files are DOS text files that contain commands. Their 
names should end in .BAT. The easiest way to make them is to 
copy from the screen (CONsole) into a file. 


For example, if you will always want to load in the contents 
of a binary file, you could make your batch file like this: 


C> COPY CON UNI.BAT 
ULZ80 0 7FF BINLOAD MYPROG.BIN 
“Z 
1 File(s) copied 
Cc? 


Notice that you have to finish entering information by pressing 
CTRL-Z, followed by a carriage return. 


Once the batch file was made, you would call it this way: 
C> UNI 
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More sophisticated batch files 


You can create batch files that call several different 
programs, one after another. 


For example, you probably go through the same cycle of 
procedures time after time: 


1) edit your source file to correct an error. 
2) assemble (and link) your program. 
3} enter the UniLab program and load your newly 


altered program into emulation memory. 


You can save yourself time by putting all this into a batch 
file. For example, if you are using the Norton Editor anda 
cross assembler for the 8096, you could make a batch file called 
CHANGE3.BAT 

C> COPY CON CHANGE3.BAT 

NE MODULE3.ASM 

X8096 MODULE3 -ep 

ERASE TEST.BIN 

LINK -c MODULE1 MODULE2 MODULE3 -o TEST.BIN -xX 
UL96 2080 3FFF BINLOAD TEST.BIN STARTUP 

*Z 


After you've made this batch file, you could start the 
process of altering MODULE3 by typing in the command: 


C> CHANGE3 


You would then be able to alter the source file with the editor. 
When done editing, you could exit from the editor, which would 
return you to the batch file. You would not have to touch the 
keyboard again-- the batch file would assemble the code, erase 
the old version of the program, link a new version, load the 
program into emulation memory, and start it executing. 


You could work on something else, and avoid the tedium of 
going through these mechanical steps. 
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Complex command tails 


The command tail can include as much as you want, as long as 
it all fits on one line. For example, you could not only load a 
binary file into emulation memory, you could also load in the 
symbol file, disassemble the program starting from address 00, 
and then start the program running: 


C> ULZ80 0 7FF BINLOAD DEMO.BIN SYMFILE DEMO.SYM 0 DN STARTUP 


You would probably want to put this command tail into a 
batch file if you were going to use it more than once. If you 
make a typing mistake while entering the command tail, you might 
not discover it until the UniLab software tries to find a file 
called DEMO.BUN. 


You could write a UniLab macro that does all the above and 
more: 


: LOADUP 
0 7FF BINLOAD DEMO.BIN 
SYMFILE DEMO.SYM 
0 DN 
ONLY NOT 200 TO 2A3 ADR AFTER FE DATA 1200 ADR S ; 


and use that on the command line: 
C> ULZ80 LOADUP 
By using a macro, you would be able to avoid the limitation 
on the length of your command tail. Be sure to use the UniLab 
command SAVE-SYS after you make a macro that you want to 


preserve. See Appendix F and the entry for : in the Command 
Reference chapter. 
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Using the Command Language 


Controlling the UniLab with commands doesn't differ much 
from controlling it with the menu system-- except that you have: 


more power, 
more flexibility, 


access to the mode pan 
and the split screen c 


fy 


er Ne eae — 


But nothing fundamental changes. You approach a task in the 
same way. 


Whether you use commands or the menu mode, you: 


enable memory, 
load in a program, 
set trigger specs and examine traces. 


The big difference is that you make up any trigger 
specification you want, as explained in the next few pages. 


The mode panels, split screen, and several other features 
are described in the third section of this chapter, Special 
Features. 


Saving the emulation settings 


You can avoid repetition-- you don't have to enable memory 
every time you start up the UniLab software. Instead, use 


SAVE-SYS <filename> 


to save the current state of the system after you have enabled 
the proper range of memory. 


After that, call up the UniLab software by using the new 
name. Orion recommends that you always save the system to the 
same name, rather than keeping several versions of the UniLab 
software. You can always retrieve the original, unaltered 
verstion from the distribution diskette. 
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Trigger Specs: Theory and Conventions 


The UniLab allows very complex triggers to be defined, using 
all 48 analyzer inputs. For more details consult sections 1 and 
4 of Chapter 6. 


The groupings 


Every bus cycle, the UniLab software reads six bytes of 
inputs from the target system's bus: two bytes of address, two 
bytes of data, a byte of control values and a byte of 
miscellaneous inputs. You can set a trigger on any of the bytes 
separately or in combination, using the names that the UniLab 
assigns to the groupings. 


The names 


Each of the groupings of inputs is referred to uSing the 
same descriptive name used to label it on the trace display: 


CONT ADR DATA HDATA MISC 


Each of these names labels one byte of the inputs into the 
UniLab, except for ADR, which labels 2 bytes. LADR and HADR each 
label one byte of the address inputs. 


The HDATA column appears on the trace only with processors 
that have an 8-bit data bus. 16-bit processors show both the 
HDATA and the DATA byte under the HDATA column. 


Setting a trigger 


To set a trigger on a single value, you first clear out any 
previous definitions with NORMT or NORMM or NORMB, and then 
define the new trigger with a value followed by the name of one 
of the groupings: 


<16-bit value> ADR to trigger on a 16-bit address (AO to A115). 
<8-bit value> CONT to trigger on cycle type and on A16-A19. 
<8-bit value> DATA to trigger on the data byte. 


<8-bit value> HDATA to trigger on the upper byte of data on 
16-bit processors, or on anything you 
like with an 8-bit processor. 


<8-bit value> MISC to trigger on anything you like. 
(Usually target system inputs and 
outputs.) 


-- Getting Started -- Page 4-24 


-~- Command Mode -- 
Starting the anaiyzer 


After you have defined a trigger, you start the analyzer 
with the single letter command S. You will usually enter the 
NORMx word, the trigger specification and the start command all 
on the same line: 

NORMT 100 ADR S 


3 
ct 
ey 
0 


to see a trace of what happens a 
bus. 


Triggering on ranges 


You can trigger on a range of values by using 
<value> TO <value> instead of a single value. For example: 


10 TO 1A DATA 


You can trigger outside a range by preceding the range with 
the keyword NOT. 


Examples 


The next several pages show several of the most useful ways 
to put together trigger spec commands, and explains a bit about 
each trigger spec. These examples are mostly drawn from the 
Command Reference chapter of the manual. 


Notation conventions 


Throughout the manual, UPPER CASE BOLDFACE type represents 
commands. ‘The UniLab program accepts commands in any mixture of 
upper and lower case. 


Command conventions 
Many commands must be preceded by one or more parameters. 
The command can be entered in upper or lower case. Commands that 


require a file name, such as SYMSAVE, BINLOAD, etc., will prompt 
you for the file name if you do not enter it. 
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Flexible entry of parameters 


Entering the parameters before the command allows unlimited 
flexibility in how you enter the number. For example, you can 
enter a symbol, the number itself, or an equation (using reverse 
polish notation) which uses as many numbers and symbols as you 
like. 


Other number bases 


Though numbers are usually entered in hexadecimal, you can 
also use decimal or binary if you just precede the number with D# 
or B# respectively. 


Spaces 


Spaces are used to separate commands. It doesn't matter how 
much "white space" (blank spaces) you use, as long as you do use 
at least one space. The absence of space can cause the UniLab 
software to misinterpret your intentions. 


Not recognized 
If the UniLab software does not understand the command or 
parameter that you have entered, it will respond with the messaye 


"not recognized," and a row of carats (“) pointing to the first 
word that it does not recognize. 
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Trigger Specifications: Examples 


Simple triggers 
Trigger when one condition on one grouping is met. 
Trigger on a vaiue 


1205 AS 
clear out the previous trigger, set up a new 
trigger on address 1205 appears and start the 
analyzer (abbreviated version). 


NORMT 1205 ADR S 
the non-abbreviated version of the above command. 


NORMT 12 DATA S 
after clearing all previous settings with NORMT, 


sets up a trigger for data input 12. S starts the 
analyzer. 


Trigger on a range 


NORMT 110 TO 138 ADR S 


triggers when any one of a range of addresses 
appears on the bus. 


NORMT 10 TO 21 DATA S 


triggers when any one of a range of data values 
appears on the bus. 


Trigger on a range with the CONT grouping 


NORMT 70 TO 7F CONT S 
triggers when any one of a range of values appear 
on the CONTrol lines of the UniLab. Because of 
the mixed nature of this grouping, this trigger 
spec requires C7=0, C6o-C4 = 1, and A1l6-A19 = any 
value. 


Trigger outside a range 
NORMT NOT 0 TO 100 ADR S 
triggers when any address outside of a range 


appears on the bus 
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"AND" triggers: Trigger when several conditions are true 


Trigger when one condition holds on one grouping and an 
independent condition is met on another grouping. 


Trigger on an ADR and DATA combination 


NORMT 1E DATA 1200 ADR S 
triggers on 1200 address and 1E data. 


Trigger on a DATA and HDATA combination 


NORMM 23 HDATA 17 DATA S 
triggers when 2317 appears on the data lines. 


Trigger on a CONT and ADR combination: 
fetch from outside program memory 


NORMT FETCH NOT 0 TO 7FF ADR S 
triggers if the program tries to fetch an 
instruction from outside the 0 to 7FF range. 
FETCH is a command with a processor-specific 
definition. It sets up a trigger on the CON! 
grouping. Not supported on some processors. 
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"OR" triggers 


Trigger when one condition or another is met by one of the 
groupings of UniLab inputs. 


NORMT 3 DATA ALSO 7 DATA S 
triggers when the data is either 3 or 7 


NORMT 43 DATA ALSO 20 TO 3E DATA S 
triggers when the data is either 43 or between 20 


and 3E nex. 


NORMM NOT 12 DATA ALSO NOT 34 TO 56 DATA S 
triggers when the data is not either 12 nor 
between 34 anda 56. 


"OR/AND" triggers 


Trigger when any one of several conditions holds true on one 
grouping, and another condition holds true on another grouping. 


Trigger when "bad" values are associated with any of several 
addresses. 


NORMM 10 DATA ALSO 5 DATA ALSO 3 DATA 1200 ADR S 
sets the analyzer to trigger when the data is 10 
or 5 or 3 and the address is 1200 . 


Trigger on any member of a complicated set of addresses 
NORMT 12 HADR ALSO 34 LADR ALSO 10 LADR ALSO 5 LADR 


sets up the analyzer to trigger on any of the 
addresses 1234, 1210, or 1205. 
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Filters: Only show. ... 


Save in the trace only the cycles that meet the trigger 
specification-- or save only those cycles and the one, two,or 
three that follow. 


The xAFTER commands are especially useful for finding what 
part of the program is causing bad data to be written to some 
address or some range of addresses. The second example below 
will show you all access to address 1200, and then the first byte 
of the next instruction. 


When you filter the trace, the cycle numbers will be marked 
with "f£" for filter. 


One cycle 


ONLY 0100 ADR S 
records only those cycles that accesses address 
0100. 


ONLY 10 TO 30 DATA 8FDO ADR S 
records only those cycles that access this RAM 
address when the data is between ten and thirty. 


Two cycles each trigger 


1AFTER 1200 ADR S 
shows only those cycles with the address 1200 and 
one bus cycle following. 


Filter to exclude 


By including NOT in the trigger spec, you can produce a 
filtered trace that excludes certain cycles, rather than one that 
only shows certain cycles. 


You could filter out a single address, or a single data 
value, but usually will want to filter out a range of addresses. 
that way you can see a trace that shows everything except some 
segment of code. 


ONLY NOT 50 TO 100 ADR S 


shows only those cycles that are not accessing the 
memory in the address range 50 to 100. 
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Qualifiers: Start searching for trigger after. ... 


Don't start to look for the trigger until after some other 
condition has been seen on the bus. 


Start searching after an addaress is seen 


NORMT 100 ADR AFTER 535 ADR S 
will trigger on address 100 anytime after address 
535 is seen on the bus. 


Multiple qualifiers 


You can specify up to three qualifiers. When you have more 
than cne qualifier, they must appear on the bus one immediately 
after another. 


If the first qualifier appears on the bus and the very next 
cycle is not the second gualifier, then the UniLab will start 
looking for the first qualifier again. 


The trigger can occur anytime after all the qualifiers have 
been found. 


Add a second qualifying event 


NORMT 100 ADR AFTER 535 ADR 

AFTER 3F DATA S 
You can add a second qualifying event-- which 
must occur earlier than the first. Now 
address 535 must be immediately preceded by 
data 3F hex before UniLab will look for 
address 100 on the bus. 


Qualifiers without triggers 


If you specify a qualifier but no trigger, the UniLab will 
trigger on the very first cycle after the qualifiers have been 
seen. 

NORMB AFTER 1500 ADR AFTER 235 ADR S 
triggers as soon as address 1500 immediately 
follows address 235. This would be useful 
when there is a conditional jump to 1500 at 
address 235. If that jump is not taken, the 
UniLab will start looking for address 235 
again. 
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Qualifiers and filters 


This very useful combination allows you to set up a 
specification that triggers on one condition and filters on 
another. 


Your trace will be filtered, but the trace buffer will not 
start to fill up until after the qualifier appears on the bus. 


That way you can, for example, start your trace when a 
certain routine is executed, and make it a filtered trace that 
shows only inemory reads. 


ONLY READ AFTER 1235 ADR S 
show only reads from RAM, starting after the code 
at 1235 is fetched. NOTE: READ is a processor 
specific macro. It is not defined on some 
processors. 


Exclude a loop from trace 


Another very useful spec: trigger on one address, and filter 
out a status loop from your trace. 


ONLY NOT 120 TO 135 ADR AFTER 750 ADR S 


triggers on address 750, excludes from the trace 
the routine at addresses 120 through 135. 
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ce Special Features: Function keys, Cursor keys, and Windows 


This section tells you more about how to use the function 
keys and the cursor keys. The function keys allow you to call 
commands with a single key stroke. 


For example, you use F2 to split the screen, F8 to enter the 
mode panel. 


The cursor keys are used to move about on the screen-- 
between windows or within the mode panels. 
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Function Keys 


This section tells you more about the features that have 
been pre-assigned to function keys, and explains how to reassign 
the function keys. 


As you see from the chart on the next page, many of the 
forty functions have been left unassigned. These keys can be 
assigned by you to any command you choose, as long as that 
command does not require parameters. For example, to assign the 
command SAMP to ALT-F5, you would type in 5 ALT-FKEY SAMP. You 
can also assign to a function key a macro that you have defined. 
See Appendix F to learn how to define a macro. 


Tne four commands that assign commands to function keys are: 


<key number> FKEY <command> 

<key number> ALT-FKEY <command> 
<key number> SHIFT-FKEY <command> 
<key number> CTRL-FKEY <command> 


Function Keys and Cursor Keys 


B 
[P| 
Cl) rs 


ALT, SHIFT and Control Keys 
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Help for using 
on-line displays 


Help for Debuggers 


Help for Emulation 
memory functions 


Help for loading/ 
saying programs 


Help for display ing/ 
altering memory 


List Function Key 
assignments for Shift 


List Function Key 
assignments for Alt 


HELP with general instructions 
for using glossary. Also 
Function Key assignments. 


Next Step - Execute next 


instruction. Will not follow jumps § 


or branches. 
Restore window split to 
Default sizes. 


TSTAT - Display current 
trigger spec. 


STARTUP - Issue reset pulse 
to target and trace first 
cycles of target operation. 


wuby 154-936 


Help for using windows 
Function Key 


: assignments 
Help for simple analyzer when 
triggers 
Ctrl} k 
More heip for anaiyzer Naa, a 
triggers held down 
Help for mode panel 
switches 
Help for trace display 
Memo - Bring up system editor 
for use as custom memo pad Function Key 
Ascii display - Shows ascii values ere 
for keys. poll 
held down 


Set new window split size 


Function Key 
assignments 
ea when 
[ait | key 
held down 


SPLIT mode - Enter /Exit split 
screen mode. Function Key 


assignments 
NMI - Issue NMI pulse to target when 


to get breakpoint. no other key 


Single Step - Execute next held down 
instruction. Will follow jumps 
and branches. May be same as NMI. 
MODE - Bring up pop-up mode 
panels for changing display or 
system modes. 


MENU - Enter /Exit menu mode. 
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Cursor Keys 


The cursor keys on the computer will be used to move around 
to see different parts of the trace. Since you will want to go 
forward and backward, the keys you will be using are these: 


Up Arrow (also labelled with an 8) 
Down Arrow (also labelled with a 2) 
PgUp (also labelled with a 9) 
PgDn (also labelled with a 3) 

7 9 

Home PgUp 

4 rs) 

+ 

Mt 1f2 JI3s } 

end | lo | (Pepn | 
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Moving through the trace 


Use LTARG followed by FS (STARTUP) to get a trace of the 
first 170 cycles of the sample program's operation. Or use 
whatever trigger spec you want to generate a trace of your 
program. 


Now that you have a display of the first part of the trace, 
press the PqDn cursor key to display the next screen full of 


data: 


Press PgDn again to see the next portion of the trace 

Do not press PgDn more than twice for now-- you would 

That gets you a whole new screen 
If you want to see just one or two more lines 


buffer. 


come to the end of the trace. 
of information. 


UUUORETSOGE RESTONNETT 
TUTE MULL 
CUTTS EL 
CUTE 
PT 
UU 
AUEEECOEESE TUUNEAUEEE 
PU 
PT UL 
SOQUASLOEND DANNETOEON 


* 


Screen 
scrolls up 


UT 
AUDLELLGEGD CAUEEEESET 
UONeeaeteed nade 
CUSQGUERGSE ENEEONGEGA 


page with 
next data 
from trace 


press the Down Arrow cursor key: 


One additional line is shown, and everything else is scrolled up 


by one line. Press the Down Arrow 4 or 5 times to see a few more 


lines. 
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WE EONUEOE BOUEAAAAAnaneneeeteR 
AU LONENOE QEAURGOUGRAROROGEOEON 
OE MOUENTE RUAUDDADAENURREECOOONE. 
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Hine Hii, Screen 


TT 
ANUULOEAUDS DNOUSTSENE 
SU 
PUTT Ly 
UT 
UTE UL 
UU RL 
CU 
UORAGOUTE UUUGNONENE 
AUDUUUASENE UURANIENE 


Page 


scrolls up 
one line 
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The history mechanism 


Tne Up Arrow, of course, must scroll back one line. Even 
though it appears to be just the opposite of the Down Arrow, it 
is remarkably different. First, try it once: 


HE DREDEUT CUBES NEDEAEANOLGONANaaN GROSUURAEN CURORONIEE 
Gh BENDARE SnuDRERLAORADAENESS 


a 


DORURAESERO GnenOOtEH Screen 


mim mine serolis 
min MN ~— down one 


line 


It seems as if you are looking back through the trace. But 
in fact you are looking back through the record of everything 
that has appeared on your screen. 


Wow do a PgUp to see inore of the trace buffer before this 
line: 


QE AUEURED CdNgaangegesanneasani 
WE GAUGAUE benacanguauaatguaa MUAnegaaane aeanueaga 

WE MANOS Spenananeaaaaeacest MUgsngenne anensasats } 

HE UUUENEH Ganngnanaucnanenacinl SNANSUGNONE atuccangea 

OU EUALEEA CNaqRURACnanaasaNett ANCaRaneat guneguegd 
MOM TU Me LEE Screen 

1 AHHH TI A Min =<SCrolls 
MTU Mee UT HHA HE ~— down one 
OU MUUBENE HEORUNENOANGAACECOSNONE =| Uueuansunaa cuacnuned ti 

QE AUNEENE nagnanngnuaanneuss OtdUanneged geenenanes entire 
OE CERNGAN NNERAnOCeUEEeUAaT Wet HM §=page 
WH GUUEROD MEEREOCdUONAEEONONNUE Qonaenuntad tuuageane 

OO GdgnRGH aanenuueunagaeniit AUEOLEODUAS  Ausgeaaues 

WE UnnEdE ADGUDANNgEDOAOELONEONND TUE UEC CLUE 

QU NEDDOGH OLEGENNUNEDARONLDCOAE. == UeneedaNOE canenetia 


\ Ob UUANNG RuCUUeReNaTEN TETUERTOTOD CPUEEDR ) 


Oe 
POS 
SOG 
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You will notice that the screen display backed up a wnole 
page, but the display looks a little funny. There is a break in 
the display in the middle of the page with lines that look like 
the heading for the trace display: 


cy# Adr Data etc. 


a blank line and a line that looks like the prompt at the end of 
the last display 


PgDn or <trace resume> Home, etc. 


When you scroll back, you are really looking at a history of 
the screen. Almost everything that is scrolled off the top of 
the screen is recorded by the UniLab program (the exceptions will 
be explained later). Every line that scrolls off the top of the 
screen is recorded and can be "played back" by using the Up Arrow 
and PgUp cursor keys. 


This means that you can retrieve information that has 
disappeared off the top of the screen. Any trigger spec, 
command, or display that scrolled off the top of the screen can 
be seen again by scrolling the screen down. 


Summary: Line history and trace listing 
Going forward with the Down Arrow or the PgDn cursor keys 
always shows new analyzed data from the trace buffer, employing 


the resident disassembler if it is turned on. 


Going backward with the Up Arrow or the PgUp cursor keys 
will show the history of the current session with the UniLab. 
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See trace from top 


Going backward with the Up Arrow or the PgUp keys will 
always show data that was scrolled off the top of the screen. It 
is recorded history rather than newly analyzed data. A 
different cursor key shows the trace listing from the top. 


The Home key shows the trace starting from the very 
beginning, the top of the trace buffer. Press the Home key: 
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MH UHI from top 


CUT L 
VOTSREUTGUE TT 
CE Et 
DOUnegatand anegnaaand 
PUTT 
GddteNAGEO NNaNNACNNE 
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UT 
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Windows 


Now you're probably eager to hit the End key, but please 
don't yet. It won't do anything until we use one of the function 


keys. Press F2: 


UL GOUAUGG SULDEUAUUD Ga ONNERNCTNI TUTTLE 
SODUUOESUGE ANUUESETEG 
UE QUEUING GRUOEDSAONDOONNENE UURUAEOUENE UbgNbNesEE 


OO DUORTGG GOMNCOODRESEANELNONES TTT 

U0 QUSTURE BNUNEANSRORNSORIESHN UUSDEGRGSTE BNRagaNNaE 

OO UOGEADE DEMRRNUDESRRRODIONOREE TTT TUT 

GL QORETRE =CRAOCNDRACERRNRIOSogROS CODORERADGR Suancenane 
inane 
shows window 
split 


nI)i om n" n“ 
BA@B@E) 
wii ™ wy tay 
Bie ©) 


cursor shows you are 
ae lower half 


You should see a display like the one shown above. The lower 
portion of the screen has been blanked out, and the upper section 
still shows your last action. 


Notice the horizontal dividing line, and the flashing cursor 
in the bottom line of the screen. Press the PgDn key: 


UUM UT TL) 
M0 TOUELUG DacDagnOneansaaane UUUREREORAD SORLOLGIES 
OU MEUNERE Mhanacaueneaaaanane OUUGERODIOG UENNagaORE 
CE AURUUGE CHNUAEARANANONOEOONES CU 7 
OU WREREST “QOANcaRanasoNnOeNNTE OUACUNUHQNE EheneaeEE He 
0 URNEUER QURNGUNGNDERAESGNTATENE HUUGGOENACE UaNGECRNS 
Ue HUTECUNCOEN Sddeentete 


> aU 
E 
OD DUENGEE SRRONUUANCAROADNGEIERANE TUT TEE 
ae) JG 
+ Palin 


SU ANUEUOE Ghasenuaususenauans Gsunennene vaneuaugt t 
RUM snide Scrolls up 
WMG figeniniines” —touimm uae. ower 
Me GOUEEAE aauanguuengnuccnncneaue——suaneneanen onssceiae only 

Wd UNDENL Uancanenesunanannndagts © adneunnanns caeauatite 


The trace listing scrolls up the screen, but it stops when it 
fills only the lower half of the screen. Hit PgDn again, and 
notice that the trace listing scrolls by in the lower half of the 


screen only. 
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-- Special Features -- 
Moving from window to window 

The display is now set up for two viewing windows. Hit the 
RETURN key four or five times. Type the word ESTAT. All of your 


cominands and their actions are displayed only in the lower 
window. 


Now you can use the End key. Press it once and notice that 
the cursor goes into the upper window: 


GU RULDEGG SONGNUUNNROUSOOREND UT Moves 

OU UUUNEEA UDDAADAEARUEAagEEE OUURCRbNON adnoneoote cursor 

OE UUGUNG GOCDAURNANaNONSROON Obaeeeaned cupaaneste o top 7 0 

QE TUUGENE EAERTOUAORAUUUEONOEE UT se 
CUISOr MOVES UE ROUEENG EUNUNOUTEANOTANAaRNAE MUEUEAENORE CUngDDOAEE half cane a 


up here — \_,> cme UE MUUTRER URURTENEDUUUUUT TRENT ET 


SS 88 ree | 


4 
0 MONEEGD unuuuauacuanvecnotansae = cuuuenengea ansvusuent 
We baneene conueaseacuantaneea aansnaenne ansuceat 
1 ronnne ruananeenaetatate Uoeneeauany seeausaui 
Me nuveUOe unvenennansavenoinot Weunenanane snHHEIEE 
WL beneene eenueaueausauansite Tm LL 


Press it again: 


Mmm tt mini smn Moves 
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The End key moves you back and forth between the two 
windows. You can do this at any time. It is especially useful 
if you have a portion of the trace that you want to refer to 
while you are doing other operations on the screen. ‘Try the 
cursor keys in both windows. If you know other UniLab 
disassembler or debug commands, go ahead and use them. 
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A note on history and windows 


Here is an important difference in the way the line history 
works in the upper and lower windows. Lines scrolled off the top 
of the upper window are not recorded. If you want the trace 
recorded, do it from the bottom window or from the full screen 
mode. Line History can be viewed in either window. 


Leaving split mode 


How do you get out of this? Hit the F2 key again ( the same 
one that got you into the split mode): 


SU CURROEL RADRUASUEMENUTGRO ENGINE 
CMU TE 
SM 
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MUR 
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“ 
EMANGATELG GNGNUEN AEE 


divider line TUMOR 
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The divider line is erased. 


screen will be used for the display. 
split screen back on the display: 
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If you scroll now, the entire 
Press F2 again to get a 


Now press the Home key to bring the top of the trace into 


the lower window. 
executed STARTUP (F9), 
will have a trace that starts from the reset address. 
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If you have done any other command since you 
hit F9 again, 


then press Home so that you 
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-- Special Features -- 
Showing disassemble 


Type 0 DN followed by a return. You should see a display 
like below. DN is a special word that means disassemble from 
memory and display it in the right window. 


DN works just like DM command, except that it always fills 
up the right hand window, and so does not need the number of 
lines as a second parameter. 


TMU EU HURAEDGAUUL CUNEOOOUNG 
SU VAGENE TURNORONDEAAR ARNEL POU 
GU CANNED CHNEDENTEOUNONIEAN OUNSUAUORAN atecanntt 
UF EUGENE CUNSUAU AERO NONCRIN GUFRNENATAD UNTOBAEANA 
GG GENENAE TENDODOUaAaNONNTOE QOSEOEORAUE QUDURONOUD 
UR MAUEASE DEOSDUAMEUEDSEDEOROESH VEREOUUEGER DEUETRAETE 
Oh DOETENE UOUOGUTOEAODDSODONNEE CUUUAUGHOSE UURENNNTE 
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Ae UUvaee taneanenatoniuanie wanna Wneeeed wen cana : 
TR nega MOLD puts disassembly 
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0DN 


You should now see in the lower two windows a trace of the 
program after the target was reset (in the big left-hand window) 
and a listing of the disassembled code (in the little right-hand 
window). This right hand window is used only by the DN command. 
You can see a disassembly starting from any address with 
<addr> DN. 
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= +h 
You can also use the 


g 
the End key to move the cursor up there: 


‘ 
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Use DN again. This time it will display in the upper righthand 


window: 


QU AAULUEE GUUNEALEQOUECHUnNANAHOAy = taunennattt ‘siniei “int ODN 
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‘saan, | tn | from memory nt 
OD dndsed sennensonnsnaeonann ME sashlag UNG lll right window 

Oe auenvey nocevneeavevenngenerne = neveeteatet —__ 


ODN 


You can also use DN with the full screen. 
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Changing window size 


If you would rather have a larger lower window, you can 
change the size of the split by hitting the F8 function key while 
holding down the Shift key (the hollow arrow on the left side of 
the keyboard, not the cursor Up Arrow key). You will see this 


display: 


Arrow keys 
move split 
around 


Press [EB] to quit 


Use the cursor arrow keys to move the split up or down, and 
the right or left. Move the split up to make the top half a 
little smaller than it was. Hit the End key when you want to 
exit this size-setting mode. No other keys will have any effect 
while you are setting the window partition. Try displaying the 
trace in the new window sizes: 
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Split screens and help displays 


When in the split screen mode, the HELP screen displays will 
automatically change the size of the window so that the text of 
the help display fills the upper window. Press function key F1 to 


see this: 


HELP Display 
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Press the PgDn key to see the trace listing presented in the 
lower window only: 
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Now press the End key again to move the cursor to the top 
window, and press the Home key. The text of the help screen will 
be overwritten by the trace, but you've got a different split 
from the one you set not long ago. 


If you want to return to the split that you set before, tap 
F5 and the window split will return to the default. 
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U8 UURUUE TUTEELATA RANT 
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The window size you set with Shift-F8 will be saved if you 
use SAVE-SYS to save the current configuration of the system to 
disk. Of course, you can use Shift-F8 again to change the split 
size again. 
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Viewing Text Files 

Often, while working with the UniLab, you will need to view 
a text file. Just being able to look at the source code for your 
application is much easier than having to go dig though a 
printout (assuming you had the foresight to make one). 


The UniLab allows you to view source code in a convenient 
Si en ss tn wie aa am tm AAntIBF hatrrn FA nrink Atk Tanke AF laietinane Ar bantisn 
lUaALLIICL » SY YOUU UVIL & HAVE FY Peddie VU 4UL0 YL L2LOLANYO, YUL LcCave 


the UniLab program, enter a text editor, and come back again. 


This is done with the TEXTFILE command. TEXTFILE always 
uses a split window. The text always appears in the top window. 
If you have a small text file (source code for your 
cross-assembler or a long .BAT file), open it in the UniLab 
environment by typing 


TEXTFILE <name> 


where <name> is the full pathname of your file. If it's called 
MYFILE and is on drive B, then specify B:MYFILE just like you 
would in DOS. 


This should be a DOS textfile, not a file that is to be used 
by a text editor with embedded formatting commands. Most text 
editors have the capability of saving files as text only, or as 
"non-document" files. 


If you try to use TEXTFILE to open a file that is not text, 
you will get the " Not a DOS TextFile" message. 


After a few seconds (or more if it's a large file), you'll 
see the first few lines of the text file in the top window. 


Cursor key assignments when viewing a text file 


PgDn shows the next screen full of the textfile 
Down Arrow shows the next line of the textfile 

PgUp shows the previous screen full of textfile 
Up Arrow shows the previous line in the textfile 
Home shows the top of the file 
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Unlike when you view the trace buffer, reverse scrolling is 
not showing you a line history, but rather is moving you around 
in the image of your text file. (Remember that lines in the top 
window are not recorded.) Try moving around in this image of 
your text file. Remember that you cannot change your file with 
this command: 
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These cursor 
keys allow you 


to move through 
TEXTF ILE DEMO04.C a text file 


-- Getting Started -- Page 4-50 


-- Special Features -- 


Cursor Key Summary 


There are no specific keys or commands to change the way 
the cursor keys work-- their purpose changes as the task you are 
working on changes. 


The PgDn key, for example, can sometimes be used to move the 
trace display and other times can give you more WORDS or scroll 
down in a text file. However, there should be little confusion 
as to which function is currently active. 


Viewing the trace buffer 


Mainly you use the cursor keys to view the trace buffer. If 
you ever get into a mode where you want PgDn to go down in the 
trace buffer rather than show more WORDS or more of a glossary 
definition, press the Down Arrow key. This will get you back 
into full control of the trace with the cursor keys. 


If you are in a window viewing a text file, and want to see 
the trace buffer, you must first enter a trace view command such 
as TR or <cy#> TN. After that the cursor keys will again work 
with the trace. 


Other uses 


Anytime you use the analyzer in a window where you are 
looking at a text file, the cursor keys will be re-assigned to 
work with the trace display. The analyzer is usually started 
with a command like STARTUP, <trig spec> S, or <adr> AS. There 
is then no way to go back to the text file-- you have to type in 
the command TEXTFILE to gather the file in again. 


You can, however, keep a text file open in one window 
(usually the top is preferable), and view the trace in the other 
window. You can move the cursor back and forth with the End 
function key, and the cursor keys will keep the appropriate 
function for the window you are in 


The cursor keys have special uses in the setting of the 
window size, and in the use of the pop-up panels. When in either 
of these modes, no other keys will be effective. These special 
modes should introduce no confusion. 
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Cursor Key Chart 


The next two pages summarize the uses of the cursor keys in 
various different contexts. 


Cursor Key Assignments for Viewing Trace Buffer Display 


Trace Display Previous Line 


Trace Display 
Top of Buffer 


Trace Display 
Previous Screen 


Toggle between 
Upper & Lower 
Window 


Trace Display 
Next Screen 


Trace Display Down One Line 
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Cursor Key Assignments for Viewing Text Files 
Up One Line 


Previous Page 


Beginning of File 


t 
> 


———— ——onee, 


Toggle between Doi Ss 
Upper & Lower rm Folin Next Page 
Window bieaae ethers 


Down One Line 


Other Cursor Key Uses 
Split Screen Set Up One Line 


vi 9 

Home PgUp 
Split Screen Set a a ae pi 

eft One Colum plit screen Set 
a sae Right One Column 
3 More Words 
Exit Mode Panel PeD More HELP 
Exit Split Screen Setting en) Next Mode Panel 


Split Screen Set Down One Line 


v 
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Chapter Five: 
On-Line Help 


Introduction 
The UniLab software provides you with extensive on-line 
help. The help facilities give you the assistance you need to 


avoid confusion and to solve problems. 

The Menu system, demonstrated in chapter three and fully 
mapped out in chapter four, gives you help while you gain 
familiarity with the instrument. The menus help you get to work 
with the UniLab right away. 


The command MESSAGE will give you information on the most 
» recent updates and additions. 


Other On-Line Help includes: 
abridged version of the Command Reference Chapter 
alphabetical lookup capability 
reminders when parameters are missing | 


reassignable function-keys, assigned to the most common 
commands 


help for the mode panel options 


help by category 


Contents 
1. Command Reference 5-2 
2. Alphabetical Lookup 5-3 
3. Reminders 5-4 
4. Function Keys 5-5 
5. Mode Panels 5-7 


ul 
! 

—) 

OQ 


6. Help Screens: By Category 
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1. Command Reference 


The on-line version of the command reference includes the 
definition of the commands and features in the UniLab software. 
Type in 

HELP <command> 


to get the information on your screen. 

To use the HELP feature, you must have the DOS variable 
GLOSSARY properly set, as is explained in the installation 
chapter. 

The on-line glossary contains the same information that 


appears in the printed manual. It is formatted slightly 
differently. 


Command Reference Example 


HELP BYE 
BYE no parameters 
Exits from UniLab program. 
USAGE 
To return to DOS. Use SAVE-SYS first, if you want to 
Save the current state of the system. 
Use DOS instead if you want to execute just a few DOS 
commands and then return to the UniLab program. 
ok 
HELP MFILL 
MFILL <from addr> <to addr> <byte> MFILL 
Fills every location in an area of memory with the same byte. 
USAGE 


A good way to check that memory address and data lines 
connect properly on the target board. Use in 
combination with MDUMP. 
Also a heavy-handed way to push a byte into memory. 
See also MM, M, MM!, and M!, for more elegant ways to 
manipulate memory. 
Note that the <from> and <to> addresses must be in the 
same 32K block. 

EXAMPLES 

1200 1300 20 MFILL 
fills locations 1200-1300 with the value 20 hex. 
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2. Alphabetical Lookup 


If you forget the full name of a command, you can look up 
the names of ali the commands that start with a particular 
character. Type in 

WORDS <character> 


to get a list of all the commands that start with that character. 


Or use 
WORDS <command> 


to get a list of commands, starting from that command. 

The list shows the first line of each command reference entry, 
which tells you what parameters the command requires 

(type HELP <command> to see the full entry). 


Note the F8 that appears to the right on some of the 
entries-- this indicates that the command is also a mode panel 
feature (press function key 8 to get the mode panel). 

Some commands are assigned to other function keys. The name 
of the key will always be shown to the far right. 


Alphabetical Lookup Example 


WORDS N 

NMIVEC no parameters F8 

NMIVEC' no parameters F8 

NORMB no parameters 

NORMM no parameters 

NORMT no parameters 

NOT NOT <trigger description> 
NOW? no parameters 

ONLY ONLY < trigger description > 
ORG <address> ORG 

PAGEO no parameters 

PAGINATE no parameters F8 
PAGINATE' no parameters F8 

PCYCLES <count> PCYCLES 
July 15, 1986 Page 5-3 -- On-Line Help -- 


3. Reminders 

If you forget what parameters a command requires, enter the 
command by itself to get a message describing the required 
inputs. For example, if you enter MFILL, you will get the 
following message: 


"Requires the First-address the Number-of-bytes and a Value" 
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Function Keys __ 


In menu mode, the function keys F1 through F10, are assigned 
to menu choices. 


When you enter the command mode, the function keys are 
automatically reassigned to some of the most common UniLab 
commands. This allows you to execute with a single key-stroke 
any command that does not have parameters. 


Altogether, you can have forty features assigned to the 
function keys. Each function key can be assigned four commands: 


you get one function by pressing a 
function key by itself, 


a second by pressing the function 
key while holding down the ALT key, 


a third by pressing the function while 
holding down the SHIFT key, 


and a fourth by pressing the 
function key while holding down the 
CTRL key. 


Help for using 


en-line displays Help for using windows 


Function Key 


: assignments 
Help for Debuggers Help for simple analyzer 
99 triggers enn 
Help for Emulation More help for analyzer (tn) ney 
memory functions triggers held down 


Help for loading/ 
Saving programs 


Help for mode panel 
switches 


Help for display ing/ 
altering memory 


3 ~=—- Help for trace display 


: co 
ze 

: é ss. 

Earnest: erent 
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List Function Key 
assignments for Shift 


List Function Key 
assignments for Alt 


HELP with general instructions 
for using glossary. Also 
Function Key assignments. 


Next Step - Execute next 


instruction. Will not follow jumps 


or branches. 
Restore window split to 
Default sizes. 


TSTAT - Display current 
trigger spec. 


STARTUP - Issue reset pulse 
to target and trace first 
cycles of target operation. 
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Memo - Bring up system editor 


for use as custom memo pad Function Key 
Ascii display - Shows ascii values ee 
for keys. peel 
held down 


Set new window split size 


Function Key 


assignments 
aries when 
[ait | key 
Se held down 
SPLIT mode - Enter /Exit split 
screen mode. Function Key 
assignments 
NMI - Issue NMI pulse to target when 
to get breakpoint. no other key 
Single Step - Execute next held down 


instruction. Will follow jumps 

and branches. May be same as NMI. 
MODE - Bring up pop-up mode 

panels for changing display or 

system modes. 


MENU ~- Enter /Exit menu mode. 
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5. Help for the Mode Panels 


You use the mode panels to easily turn features on and off. 


On-iine heip for the Mode Paneis makes them as easy to 
understand as they are to use. 


Hit F8 or type MODE to get into the mode panels. 


While in a mode panel hit F1 to get the help display for the 
current option. 


The display that you get for each option includes the name 
of the command that the mode panel replaces. Type in 


HELP <command> 


if you need more information on any particular feature. 
Example: Panel One 


1. ANALYZER modes 
DISASSEMBLER 
SYMBOLS 
RESET 


Help with the DISASSEMBLER option of Mode Panel 

This option toggles the processor-specific disassembler. 
Turn off when examining most filtered traces. 

The equivalent commands are: DASM DASM' 


Help with the SYMBOLS option of Mode Panel 

Toggles translation of numbers into symbolic names. 
Define symbols with IS , or load from file with SYMLOAD 
or SYMFILE . The equivalent commands are: SYMB SYMB' 


Help with the RESET option of Mode Panel 
When enabled, the processor is reset whenever the 
analyzer starts up. Turn off to catch trace of program 
in progress. The equivalent commands are: RESET RESET' 
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-- Mode 


Example: 


Panels -- 


Panel Two 


2. DISPLAY modes 
MISC COLUMN 
CONT COLUMN 
MISC # BASE 
PAGINATE 
FIXED HEADER 


Help with the MISC COLUMN option of Mode Panel 
When enabled, shows the MISCellaneous inputs to 

the UniLab (wires MO through M7) on the trace display. 
The equivalent commands are: SHOWM SHOWM ‘ 


Help with the CONT COLUMN option of Mode Panel 
When enabled, shows on the trace display the CONTrol 
inputs (C4 to C7), along with the high four bits of the 
address (A16 to A19). The commands are: SHOWC SHOWC' 


Help with the MISC #BASE option of Mode Panel 
Changes the base in which the MISCellaneous inputs are 
displayed. Toggles between binary and octal. 

The equivalent command is: <base> =MBASE 


Help with the PAGINATE option of Mode Panel 
When enabled, stops the trace display when screen fills. 
Disable only when you want to log entire trace to a file 
or a printer. The commands are: PAGINATE PAGINATE' 


Help with the FIXED HEADER option of Mode Panel 
Labels the columns of the trace display with a fixed 
header, rather than one that scrolls up with the display. 
Lower window only. The equivalent commands are: HDG HDG‘ 
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Panel Three 


3. LOG modes 
LOG TO PRINT 
LOG TO FILE 
PRINTER 
NMI VECTOR 
SWI VECTOR 


Help with the LOG TO PRINT option of Mode Panel 
When enabled, logs on the printer any commands that 
alter memory, such as M! and MM! . See also PRINTER 
option. The commands are: LOG LOG‘ 


Help with the LOG TO FILE option of Mode Panel 
Starts logging all screen output to the logfile. Create 
the file with TOFILE <name>, which can appear on the 
DOS command line. The commands are: TOFILE # TOFILE' 


Help with the PRINTER option of Mode Panel 
When enabled, logs all screen output to the printer. 
The commands are: PRINT PRINT’ 


Help with the NMI VECTOR option of Mode Panel 
When disabled, turns off the UniLab software's use of 
the hardware interrupt feature of your microprocessor. 
Disable if your target board needs to use that feature, 
or to have nearly transparent emulation. NMIVEC NMIVEC' 


Help with the SWI VECTOR option of Mode Panel 
When disabled, turns off all the debugger features of the 
UniLab software, such as RB and N. Turn off for 
completely transparent emulation. The commands: RSP RSP‘ 
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6. Help Screens: By Category 


The command HELP by itself (or hit F1) gives you general 
information on commands that give you help with the UniLab 
software. : 


If you hit a function key while holding down the CTRL key, 
the UniLab program will display a help message for one of the 
categories of commands. Use CTRL-F1 to display the selection of 
help screens available 


The help screens appear on the following pages. 


Example: General Help F1 


HELP is available on-line by entering HELP or F1. 
Enter HELP command to see the definition of "command" 
Type WORDS command to see a list of commands. 


Use the function key F10 for MENU mode operation and quick 
access to most common commands. 

More help is available on the Ctrl-F1 to Ctrl-F10 Keys. 

Press Ctrl-F2 for display of cursor key functions. 


Type MESSAGE for current messages. 
1=HELP F2=SPLIT F3=N F4=NMI_ F5=DEF F6=SSTEP F7=TSTAT F8=MODE F9=STARTUP F10=ME 
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-- Help Screens -- 


Example: Using On-Line Help CTRL-F1 


Help By Category 
Hold down CTRL and tap one of the function keys to get a 
few hints on using the UniLab. 


Help On: 
Using On-line Help Cl C2 Windows 
Debugger Commands C3 C4 Simple Triggers 
Enabling Memory cS C6 More on Triggers 
Load/Save Programs C7 C8 Mode Panels 
See/Alter Memory C9 c10 Trace Display 


Type HELP <command> for more information about any command. 
HELP BYE, for example, will give you information about the 
command that you use to exit from the UniLab program. 
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-- Help Screens -- 


Example: Windows CTRL-F2 


Help for Windows 
Windows make it easy for you to organize information on your 


screen. Once you split the screen, you can show different 
parts of a trace in the upper and lower windows, compare 
a trace to the disassembled program, examine source files, etc. 
SPLIT or F2 to enter split window mode. 
SHIFT-F8 to change window size w/cursor keys. 
END key to move from one window to another. 
Other window commands: DN TEXTFILE. 


Example: Debugger Commands CTRL-F3 


Note that this help screen includes information 
on the processor specific debugger that you are using. 


Help for The Debugger 
You use the debugger commands to look at the internal state of 


your microprocessor, single-step through your program, and 
examine or change target board RAM. But first you have to 
Establish Debug Control with NMI (not supported on all 
processors) or by setting a breakpoint with RESET <address> RB 
Once you have established debug control, you can resume 

program execution with a breakpoint set at another address 

witn <address> RB. You single step through a program starting 
at a breakpoint, with F3 or N, if you don't want to see 
execution of jumps and branches. You use SSTEP (available on 
your processor if NMI is) to follow jumps and branches. 

All commands for reading and changing memory work on RAM when 
stopped at a breakpoint. CTRL-F9 tells you more about memory. 


{ PROCESSOR SPECIFIC INFORMATION FOR Z80 ] 
mn OUT writes m to port n. n INP reads port n. 
EINT reenables target IRQ'S after bp, DINT leaves disabled 
reg change: n =AF n =BC n =DE n =HL on =IX on =IY 
locations 38-3D reserved, overlay starts at 3D 
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-- Help Screens -- 


Example: Simple Triggers CTRL-F4 


Simple Trigger Commands 


You use the trigger commands to describe bus conditions. When 
the UniLab's bus state analyzer sees the event you described, 
it will "trigger" and capture a record of the bus activity. 
The simplest trigger searches for an address on the bus and 
freezes the trace buffer five bus cycles after finding the 
address: NORMT <address> ADR S 


The NORMx words clear out previous trigger specs. ADR tells 
the analyzer that you want it to monitor the address lines. 

S starts the analyzer. 

S+ shows you bus activity starting after the end of the 
current trace buffer. 

Type HELP <command> for more information on these and other 
trigger words: NORMM NORMB DATA CONT MISC 
CTRL-F6 gives you more hints about triggers. 


Example: Enabling Memory CTRL-F5 


Help for Enabling Memory 


Before you load a program into the UniLab's emulation memory 
you must first enable the memory. 
You specify the upper four bits of the address with 
<hex digit> =EMSEG 
and then specify the remaining 16 bits of the address with 
<value> TO <value> EMENABLE. 
To see the current status of inemory, use ESTAT. 
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-- Help Screens -- 


Example: More on Triggers CTRL-F6 


More on Triggers: Filters, Qualifiers and Reset 
You can fill a trace buffer with only the bus cycles that match 


a description (filtering), specify pre-conditions for trigger, 
(qualifiers), or turn reset of your target board on or off. 
Precede a trigyer spec with ONLY to get a filtered trace. 
See also 1AFTER 2AFTER 3AFTER. To avoid confusion, turn off 
your disassembler while reading a filtered trace. 

Precede a trigger spec with AFTER to make the condition 
described by the spec a precondition for trigger. 

See also PCYCLES PEVENTS. 

RESET enables resetting of your target board-- your program 
starts over whenever you start the analyzer with S or S+. If 
you want to capture a trace of a proyram in progress, disable 
resetting with wiode Panel F8 or with RESET’. 


Example: Load/Save Programs CTRL-F7 


Help for Loading and Saving Programs 
Load programs from ROM with the ROM reader Menu: F10 then F9. 


Load from disk files with HEXLOAD <file name> for Intel Hex 
format files, or <from addr> <to addr> BINLOAD <file name> fo 
binary files. 
Load from host RAM with <from srce> <to srce> <target> MLOADN. 
Save a program to disk with 
<from addr> <to addr> BINSAVE <file name> . 
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~- Help Screens -- 


Example: Mode Panels CTRL-F8 


Help for Mode Panels 
The mode panels, entered with F8 and left with END, 
allow you to change display options, save information to the 
printer or a file, turn off the debugger, etc. F8 also moves you 
from one mode panel to the next. 
To get more information about any of the options of the display 
panel, hit F1 while in the mode panel. Also try HELP MODE. 


Example: See/Alter Memory CTRL-F9 


Help for Examining and Altering Memory 
Unless you have debug control (hit CTRL-F3 for !inore on that) 


you can only operate on emulation ROM. 


<address> <count> DM disassembles from memory. 
<from address> <to address> MDUMP dumps a section of memory. 
<byte> <address> M! stores a pyte of data. 


Use HELP <command> for info on: M? MM! MM? ORG MFILL MMOVE. 


Example: Trace Display CTRL-F10 


Reading through your Trace Display 


PgDn shows you the next page, while Down arrow shows one 
more line. 

<n> TN shows the trace starting from stepn. 
Note that PgUp and Up Arrow show you history , not trace 
display. 
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READ THIS FIRST 


IS SHEET REPLACES CABLE WIRING INSTRUCTIONS OF THE INSTALLATION CHAPTER 


Connecting the UniLab to your 8031 target board with an 
In-Place Ctm) Emulation Module 


Introduction 


The In-Place Ctm) Emulation Module is the new way to connect 
the UniLab to your target board: you simply . remove’ the 
microprocessor from your board and put the module in its place. 

- Please read all instructions before attempting to install 
your new module, as incorrect procedures may cause damage to the 
UniLab. 


Power Supply 


The module can even supply power to your target, 1f your 
board takes 5 Vde power and draws less than 1 amp. 

Power is normally provided to the 8031 from the target 
system, but, the UniLab can also provide power to the 8031 and 
the target system by placing a Jumper on pins li & 12 of the 
12-pin jumper Crefer to diagram on EM31.06). 


WARNING: If your target board requires more than 1 amp of 
power,or does not take TTL voltage, then you will need a separate 
power supply. When you use your own power supply you must keep 


the +SV¥ jumper disconnected-- otherwise damage to the UniLab may 
result. 


INTERNAL/EXTERNAL RAM: If your board has external RAM, the UniLab 
normally uses RD7 €pin 17) and WR6 Cpin 16) of the 8031 as inputs 
to clock external RAM reads and writes. If you are not using 
external RAM and are using these pins -for some other function, 
these UniLab clock inputs can be disabled by changing the jumpers 
on the 12-pin jumper header on the Emulation Module: The 8031 
Emulation Module normally comes with these inputs hooked up, with 
a jumper on pins 5S & 6 and a jumper on pins 9 & 10 for WR6 and 
RD7 respectively. To DISABLE the UniLab inputs, REMOVE the 
jumper on pins 5 & 6 and place it on pins 6 & 8; and REMOVE the 
jumper on pins 9 & 10 and place it on pins 7 & 9. 


SPECIAL FEATURE: The UniLlab is also able to generate an 
interrupt on INTO Cpin 12) of the 8031. The 8031 Emulation 
Module normally comes with this capability disabled. By REMOVING 
the jumper on pins 1 & 2 and placing it at pins 1 & 3 of the 12- 
pin jumper header, you will be able to interrupt the 8031 from 
your target board OR the UniLab. 


The Three Step Connection Process: 
1) Remove microprocessor from board 


With the module connection, the UniLab still runs all the 
target code on your microprocessor. The module just moves your 
processor a centimeter or two away from the board. 


2) Plug module into microprocessor socket 


Put the module into the microprocessor socket on the target 
board. Double check that you have oriented the module correctly, 
so that pin one of the processor on the module lines up with pin 
one of the processor socket. 


3) Plug cables into UniLab sockets 


Plug the S50-pin connector labeled "Emulator" into the left 
socket on the UniLab, plug the “Analyzer"' connector into the 
right socket. Both connectors must be plugged in with the 


plastic "key" on the upper surface, and the red edge of the cable 
to the left. 
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from Orion 


This Newsletter is designed to provide Orion customers with 
important update information about the use of their Orion 
purchase. It contains product facts from our engineering and 
marketing staff as well as contributions and user-hints from our 
customers. 


User Updates 


We invite you to share your personal user “discoveries” and 
techniques that might be passed along to other Orion cus- 
tomers involved in microprocessor development. Send your 
material to the attention of Joyce Waterhouse, the Orion Express 
Editor. Naturally, we’ll give you credit for your contributions. 


Target Hardware 
Debugging with 
your UniLab 


Orion’s UniLab benefits go far beyond conventional in-circuit 
emulators, and are particularly useful in situations where the 
target processor system is not yet working. 


A conventional emulator depends on the emulation processor 
to send traces back to the host system; therefore, if the target 
processor is disabled for any reason (such as a bus short), then 
you won't be able to look at register or trace memory displays. 
As a result, an oscilloscope is the only tool that can be used to 
fix the system. 


Only a Microprocessor 
Clock Needed 


Since the Orion UniLab has its own independent hardware for 
handling traces and emulation memory loading, it uses the tar- 
get processor only for debug operations. For UniLab to function, 
all that is needed is for the target processor to have a clock. If a 
clock is not available, UniLab cannot tell what is happening on 
the bus. If this is the case, a “no target clock” message will be 
displayed. An oscilloscope then becomes your only alternative. 


Locating Bus Problems 


lf a clock is present in the target processor, either UniLab’s 
ROM emulation or its bus state analyzer can be used to deduce 
the problem. For example, to find address line shorts, use the 
MFILL command to fill the beginning of the target system’s 
memory with the “no-op” instruction opcode. 


(continued on page 2) 
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Target Hardware 
Debugging 
(continued from page 7) 


lf a Z80 is used, for example, fill the memory with 0’s. At 
STARTUP the very first cycle is the most interesting one. A trace 
will be seen of the first instructions being executed. This means 
that the emulation ROM, when Address 0.is fetched, gives a 0 
on the data bus. 


If the first instruction is not fetched correctly, ignore the rest of 
the trace and work mainly with that first instruction. If there is a 
short to Plus on one of the data lines, you will get, for example, 
04 instead of 0. This would indicate that data bit D2 is shorted 
high. Experiment by inserting different values in location 0 and 
initiating STARTUP. Observe what happens on the bus when 
location O is fetched. 


If O is fetched properly, the NOP instruction is executed at 
successive addresses. A trace shows a 0 being fetched from 
Location 0, then another O from Location 1, and another from 
Location 2, etc., in a conventional counter sequence. A break 
in that sequence indicates one of the address lines is shorted. 


Here’s an example: if address line 4 is shorted, you will count 
O through F hex address, but when the address line should be 
going to hex address 10, the trace will show a 0 instead. This is 
because the line which has to go high to make it address 10 is 
shorted to ground. Note that if address bit 4 had been shorted 
to Plus, the very first cycle of the STARTUP trace would have 
been 10 instead of 0. 


Solutions by Deduction 


The process of tracking down bus shorts is a matter of deduc- 
tion. By putting different values into the emulation ROM and 
observing the trace, you can track down the problem. If the 
counting starts out correctly, the triggers can be set at later 
points in the count. Looking at the STARTUP trace works well 
for the least significant part of the address, however, higher bits 
can be checked quickly using the AS command to trigger on 
the address of interest. For example, 1000 AS will show the 
trace as it passes from FFF to 1000 to confirm that all is func- 
tioning correctly. 


It is important not to look past the first bad instruction. Quite 
often the first bad instruction will be the very first instruction. If 
address 0 cannot be fetched it may be because of a high short. 
Another subtle type of bus short occurs between lines-— either 
between one data line and another, or between address lines. 
This type of problem is more difficult to deduce. 


Let’s say, if data bits DO and D1 were shorted together, then op- 


eration would appear normal when the memory is filled with 0’s. 


But, if a 1 were fetched, it may come out as a 3. Or, because of 

the short, it may come out as a 0. The problem can be deduced 
by trying STARTUP with various values stored in location 0 and 
observing what gets fetched (ignore all but the very first cycle). 


The principle holds true with address shorts. Watch the address 
sequence. As soon as there is an unusual occurrence, some 
type of a short or open is generally indicated. It may be neces- 
sary to look at different addresses to get the complete picture -— 
for example, to determine if one address bus is shorted to 
another. Jump commands can be put in memory to exercise 
the address bus. 


Testing for Malfunctions 


Basic system malfunctions can also be tested. For example, 

if debug has not established control, and if there is a RAM in 
the circuit, a short program can be devised using the on-line 
assembler that writes to location in RAM and then reads from 
that location. You will see data being written on the analyzer 
trace, and then read back. If the read-back data doesn’t agree 
with what’s being written, a RAM malfunction Is indicated. 


User Definable Macros 


The macro capabilities of the UniLab are a great help in 
automating deductive testing. For example, if you are having 
trouble fetching the first byte, a macro can be made which 
enters a value to location 0, then does STARTUP every time 
“P” is entered, like this: 


>P OM! STARTUP ; 


lt is also possible to effectively use DOS calls in a macro. 
The following example sets up the macro name DOS-DIR, which 
allows you to display the DOS directory when invoked from UniLab: 


: DOS-DIR “ DIR \ ORION \**” <DOS> ; 


To implement other DOS calls in this manner, simply place the 
desired DOS call within the quotation marks and change the 
macro name. 


Another example: 
To format a disk on drive B, set up the macro name FORMATB 
like this: 

: FORMATB “ FORMAT B:\S ” <DOS> ; 


Most of the things that debug can do can be implemented with 
short macros. Debug will function only if the program execution 
in the target system is working, and generally the stack must 
also be functioning properly. Stack operation can be determined 
by writing a PUSH instruction followed by a POP instruction 
and observing the trace. 


in Summary 


The debug capabilities of the UniLab, of course, require that 
the target system be functioning properly. However, the basic 
ROM emulation and analyzer functions are independent of the 
target system. By using the UniLab tools and your powers of 
deduction, you should be able to find, quickly, most types of 
problems in the target system. 


Program Performance 
Analysis Option 


A new analysis package from Orion is now available, affording 
you all the tools you need in a single instrument for beginning- 
to-end development and optimization of microprocessor code. 


UniLab Il users can now add comprehensive Program 
Performance Analysis (PPA) capability to their present system. 
Program Performance Analysis is used to evaluate and inves- 
tigate any section of code, from a single byte to a complete 
program. UniLab hardware tallies every program event of interest 
in real time at full speed, and the results are automatically dis- 
played in both tabular form and as bar graph histograms. 


Address displays show both the number and percentage of 
accesses to user-specified address ranges, or to named sub- 
routines. To evaluate the performance of particular subroutines, 
time domain analysis precisely measures elapsed time between 
entry and exit points. The combination of these techniques 
eliminates sampling errors associated with statistical approaches. 


Invisible bugs and inefficient code are quickly uncovered by 
comparing PPA-generated data with expected program per- 
formance. Complete screen set-ups for recording and displaying 
data as well as results can be saved to disk or printed out for 
future reference, or for comparison with other runs. The PPA 
upgrade for UniLab is available at a list price of $1250. 


UDL users are not forgotten. Orion’s UniUp package, selling for 
$1985, will upgrade your system to Unilab performance. And 
for even greater capability, the Program Performance Analysis 
upgrade package can also be added. 


Support Services Options to extend your warranty are available 
for $700, and will cover both your system and any upgrades. 


Orion's Rental and 
Lease/Purchase Pians 


Rental and lease/purchase plans are available for all Orion 
products. These plans have been devised to further augment 
our policy of full customer service. 


The rental plan assists the customer who has only a short term 
requirement for a microprocessor development system, or 
wishes an extended trial before he buys. The lease/purchase 
plan is ideal for the customer who requires a longer-term rental 
or an extended payment plan. 


Term 


Renewable 


Purchase 


Rate 


Credit 


Taxable in CA 


Warranty 


Application 
Engineering Support 


Updates 


Support Services 
Option 


Ask Dr. D. 


Questions from Orion Customers 


Rental Plan 
3 Month Minimum 


Month-to-Month 
after Ist 3 Months 


50% of rent paid 
applies up to 50% 
of purchase price 


10% per month, 
payable in advance. 
Initial 3 months 
payable in advance 


Approval Required 
(or automatic bill 

with credit card) 

Yes 

Included. Return to 
Orion. Cables: 90 day 
warranty only 
Included 

Included 


$500/Year 
(After Purchase) 


Lease/Purchase Plan 
12 months 


Yes, for an additional 
12 Months 


1 additional! payment of 
11% of total configuration 
price after 12 Month 
lease 


11% per month, payable 
in advance. Ist and last 
month’s payment re- 
quired at signing of 
lease 


Approval Required 
(or automatic bill 

with credit card) 

Yes 

Included. Return to 
Orion. Cables: 90 day 
warranty only 
Included 

included 

30% Discount ($350 


Net for UniLab) for 12 
Months after Purchase 


Q. I'm experiencing erratic trace displays with my UDL 
(high-speed model). Any ideas? Signed A.E. 


A. Dear A.E,, 


Recently we have seen a few problems apparently 
caused by degradation of parts used in the high-speed 
models. Standard speed units are not affected. Call 
our Applications Engineering Group at (415) 361-8883 
and they'll get the problem solved. Signed Dr. D. 
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Put a UniLab or UDL 
on Your VAX or PDP-11 


Users of Digital Equipment Corp. (VAX and PDP-11) can now 
connect UniLab or UDL instruments directly to their DEC com- 
puters. The DEC-compatible software has been developed by 
Compu-Mech, Inc., one of Orion’s long-time distributors. For 
more information, contact Compu-Mech at 5242 Angola Road, 
Toledo, Ohio 43615. Telephone (419) 535-6702. 


WESCON OptiLab Winner 


Visitors to Orion’s booth at the recent WESCON show in Anaheim 
were entered in a drawing to win a complete OptiLab work 
station, including an ACS Turbo XT computer. The OptiLab 
product includes program performance analysis capability along 
with the integrated instrument set for microprocessor develop- 
ment. The winning entry was submitted by Mr. Keith Vennel, 
Director of Engineering at Micro Concepts Corporation, 1630 
South Sunkist Street, Anaheim, CA 92806. 


alan 
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Terry Zimmerman, Orion’s Vice President of Marketing, telephoned 
Keith with the announcement shortly after the close of the show. 
It appears Keith’s good fortune was timely since he tells us that 
Micro Concepts builds stand-alone, in-circuit testers and currently 
is involved in projects using 68000 and NSC 800 microprocessors. 
Both are supported by the Orion OptiLab toolbox. 


Our congratulations to Keith Vennel of Micro Concepts. 


Instruments 


©Orion Instruments, Inc. 1987 


Orion Sales Hotline: (800) 245-8500 
(in California (415) 361-8883) 
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= = News Briefs 
Ee SERA RE BATT e UniLab now supports these symbol file formats: 
Instr ents 2500AD; Allen Ashley; Intel; Microtek; Manx Aztec C; 


Avocet; and a generic fixed format. 


e New disassembler debug packages now available 
for Zilog Super 8, NEC 78310/12, and Motorola 68HC11 
microprocessors. 


e The 6305 microprocessor is now supported by the 6805 
disassembler debug package. 


e Movable overlays and line-by-line assemblers are now 
included in all disassembler debug packages (except 
Z8000). 


Orion Express Rolls On 


This Newsletter is designed to provide Orion customers 
with important and useful information to help you get 
the most from your Orion purchase. It contains product 
facts from our engineering and marketing staff as well 
as contributions from our customers. 


We invite you to share your experiences, questions, 
and “discoveries” with other Orion users through this 
Newsletter. Please mail your material to the attention of 
Editor, Orion Express. Naturally, we'll give you credit for 


any contributions. His 


UniLab Macros for the 
Power User 


The UniLab command set can be easily extended by 
creating custom commands specific to your needs. The 
basic techniques are to use combinations of commands 
to form Macros, and to use PC-DOS’s “command tail” 
feature to pass these macros to the UniLab from the 
keyboard or from a DOS batch file. 


For example, if you switch back and forth often between 
the UniLab and a cross-assembler to make progressive 
changes in your code, you may have found yourself 
entering commands like this each time you re-enter the 
UniLab system: 


O 7FF BINLOAD TARGET.BIN (load new binary file 
from cross assembler) 


SYMFILE TARGET.SYM (load new symbol table 
from cross assembler) 


STARTUP (Start the target system up from reset) 


42F RB (get a breakpoint at address 042F, reset still 
on from STARTUP) 


NMI (Single step) 
NMI (single step again) 


There are a couple of ways you can automate much of 
this procedure. 


Automate your procedures 


lf you wanted to automate only the file loading part, you 
could make a macro called LOAD-FILES like this: 


LOAD-FILES 0 7FF BINLOAD TARGET.BIN 
SYMFILE TARGET.SYM ; 


Now, every time you want to load in the binary file and 
symbol file with these names you just type LOAD-FILES. 


Suppose you change the name of the binary file for 
different versions. You can construct another macro a 
little differently to make it prompt you for the file name 
when you enter LOAD-FILES1: 


LOAD-FILES1 0 7FF 
SYMFILE TARGET.SYM ; 


[COMPILE] BINLOAD 


Using the command [COMPILE] immediately before 
BINLOAD causes BINLOAD to ask for the file name 
when the macro is executed, rather than when the macro 
is defined (compiled). You could also have preceded 
SYMFILE with [COMPILE] and then a macro called 
LOAD-FILES2 could prompt you for both file names. 


More time savers 


The second part of your procedures could also be 
automated by a macro command. For purposes of this 
demonstration, let's define a macro and name it RUN. 


RUN STARTUP 42F RB NMI NMI ; 


Now, you can just type LOAD-FILES RUN to do 
everything. 

One point: If you wanted to set the breakpoint at an- 
other address, you would have to retype in all of the 
commands that are in the RUN macro separately. If 
RUN were defined without the 42F address, then you 
could supply the address as a parameter to the macro 
when it was executed, like this: 


RUN+ STARTUP RB NMI NMI ; 


This allows you to execute 42F RUN+ or 174 RUN+ , 
or any address you want. 


Putting these two together produces a macro which 
can save you a lot of keystrokes: 


LRUN LOAD-FILES RUN+ 
(continued on page 2) 


(continued from page 7) 


Create your own custom UniLab 


Now, if you save your customized UniLab system to 
disk with SAVE-SYS, your new commands will be 
permanently added to the regular command set of your 
system. You can get rid of them by typing FORGET 
LOAD-FILES. (Using FORGET will delete every new 
macro made since LOAD-FILES was defined.) 


There is another technique which can take the place of 
some of these commands, or can be used to extend 
them even further. 


If you had defined these commands and saved the 
system, you could enter the system and execute the 
commands immediately by entering from DOS: 


C>ULZ80 42F LRUN 


Now this “command tail’ will be executed by the 
UniLab after it boots up. 


You also could have entered the comands separately: 


C>ULZ80 0 7FF BINLOAD TARGET.BIN 
SYMFILE TARGET.SYM 482 RUN+ 


(Note: Type as one line on screen or in batch file,) 


Using the command tail lets you make very useful batch 
files. You may already have a batch file to use with your 
cross-assembler. By adding an additional line like the 
one above, you can quickly get from DOS into your 
editor, then to your cross-assembler to assemble a new 
file, and finally to the UniLab, executing commands 
automatically. A real time saver. 


Now, if you end the command tail with BYE, then you 
would automatically exit from the UniLab, and be back 
in DOS, or the next line of your executing batch file. 


The power of DOS and the UniLab macro capability 
gives you great flexibility in setting up your own devel- 
opment environment. So have fun and let us know what 
especially useful macros you create. See the article 
below for advanced programming information. Riz 
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SHOW SPECIAL 


upto 15% OF F ona 
UniLab II".. OptiLab’ 


MICROPROCESSOR DEVELOPMENT 


TOOLBOX! 


TAKE ADVANTAGE OF ORION’S SPECIAL 
ELECTRO ’87 DISCOUNT OFFER. 


<=> CALL TOLL-FREE — TODAY! 
({#Y (800) 245-8500 
THIS OFFER HAS BEEN EXTENDED TO 


IN CALIFORNIA CALL (415) 361-8883 
ALL CUSTOMERS THROUGH JUNE 15, 1987. 


New Programmer’s Guide 


A comprehensive new UniLab Programmer's Guide is 
available for advanced users of the UniLab and OptiLab 
systems. This 8% by 11-inch, 45-page document enables 
programmers familiar with the Forth programming lan- 
guage to write advanced macros utilizing the UniLab’s 
operating system. Differences from the PADS Forth 
system are noted, and special words are explained 
which are not covered in the UniLab manual. Material 
covered: 


File and Editor Commands 

Accessing the UniLab trace buffer directly 
UniLab String Package 

Changes to the PADS nucleus 


Examples of automated test routines are included, as 
is a source listing of the UniLab Forth nucleus. The 
manual, affectionately given Part Number “PROGO”, is 
priced at U.S. $45.00, including airmail postage, and is 


available from stock. iG 


Ask Doctor D 


Each month our product gurus select interesting 
questions asked by users for inclusion in this 

column. Maybe some of Doctor D’s answers can 
help you too. 


Q. 


| understand the UDL and UniLab need four 
overlay bytes in ROM space. | have code at 
your overlay area. Is there anything | can do? 


A. All Disassembler/Debug (DDB) packages now 
have an =OVERLAY command to relocate the 
area that our DEBUG program needs. If you 
type HO or press Ctri-F3, the help screen for 
DEBUG will show the current location for the 
overlay area. One common mistake in changing 
the overlay area, is moving up too high. The 
amount of space needed varies from proces- 
sor to processor, but a good rule of the thumb 
is to keep the low byte of the overlay area the 
same or less than the low byte of the default 
overlay address. 


For instance, if the overlay area is currently set 
to FFB2, then don't try to change it to FFC4. 
This might make the overlay area cross a page 
boundary, or try to use non-existent emulation 
memory. In some processors it could even 
overwrite the reset and interrupt vector area. It 
is better to move it to FEB2 or FF20, allowing 
the overlay area to remain on a single page of 
memory. 


Send your questions to Doctor D. We'll publish 
the ones of most general interest, but if you'll 
include your phone number, we'll give you a 

personal call back. Write today! Right now! 


Do You Have the 
Latest and Greatest? 


~ Here’s a listing of the latest revisions of popular Orion 
software. Check to see which revision you have by 
typing the command: “.DDB” while in the Disassemble/ 
Debug (DDB) package. If you don’t have the latest, 
read below to see how you can get updated. 


PROCESSOR LATEST REVISION 


1802 October 23, 1986 
6301 May 4, 1987 
65P November 12, 1987 
6502 October 13, 1986 

~ 6800 December 18, 1986 
6801 May 4, 1987 
6802 December 18, 1986 
6805 January 13, 1987 
6809E November 5, 1986 
68000 January 14, 1987 
68008 October 15, 1986 
68HC11 May 4, 1987 
8048 November 11, 1986 
8051 January 29, 1987 
8051P January 29, 1987 
8085 May 6, 1987 
8086 February 5, 1987 
8088 December 18, 1986 
8096 October 15, 1986 
SUPER 8 May 5, 1987 
Z-80 May 4, 1987 
Z-8000 October 21, 1986 
78312 May 4, 1987 


PREVIOUS 
RELEASE 


LATEST 
RELEASE 


SYSTEM 
SOFTWARE 


UDL MSDOS 
UniLab II 
| OptiLab 


UDL2.5 (Nov. 25, 1986) 
UNI3.3 (April 1987) 
OPT3.3 (April 1987) 


How to Obtain Latest Releases: 


Of course, if you haven't purchased a particular package 
from Orion, call your local Orion Sales Representative 
or our Sales Hotline to place your order. If all you need 
is an update, each is available for U.S. $50.00 including 
airmail postage. Subscribers to Orion’s Support Services 
Option receive updates free of charge. The Support 


Services Option costs just $500/year and gives you 
free updates plus unlimited free Applications Engineer- 
ing telephone support, and free factory repair of f your 


unit in case of failure. Ask for full details. gic 


New Convenience and 
Power for Your System 


Emulate with a MicroTarget” 


Many customers have wanted to test their software 
before they actually have their own target hardware up 
and running. Orion’s new MicroTargets allow you to do 
just that. The Microlargets are completely functional 
circuit boards built around ine most ae ee 


Pat cataratatatat aati atata 


in many cases timer chips. 


Even after your own target hardware is up, the Micro- 
Targets can provide a ready means of verifying that 
your Orion system is functioning properly. MicroTargets 
can be purchased separately, and include the micro- 
processor itself and a schematic of the circuit. You may 
find that the MicroTarget is all the hardware you need 
for some smaller projects. 

Available MicroTargets are: 

63PO01 64180 6502 68PO5 68000 8031 8051P 
8085 8086MIN 8086MAX 8088MIN 8088MAX 
Z8 Z80. 


Prices range from $150 to $300. 


Emulation Modules Speed Hookup 


As you probably know, Orion’s technique for perform- 
ing emulation functions uses an actual microprocessor 
in your target circuit. This technique, which we call 
In-Place Emulation, eliminates the timing and signal 
errors often experienced with conventional emulators 
due to long cables between processor and target. The 
result is that Orion allows your circuit to run at full 
speed while you observe the performance in real-time. 


Orion’s new line of In-Place Emulaton Modules™ make 
connecting your Orion system to your target circuit 
easy. Just remove your microprocessor from its socket 
and plug-in the Emulation Module! The cabling is all 
done for you, and all necessary connections are auto- 
matically made. Of course, if you have a soldered-in 
microprocessor or extremely limited physical space 
where the Emulation Module won't fit, you can still con- 
nect to your circuit with ROM cables and jumpers — 
another advantage of using the versatile Orion approach. 
Emulation Modules are available for these processors: 
6303R 63PO1 64180 6502 65C02 6805E2 
14-6805E2 68PO5WO 68POV0O7 6809E 6809 
68000 80188 8031 80031 8032 8048/P 8050 
8051P 87P50 80C51VS 8085 8086 (MIN/MAX/C) 
8088 (MIN/MAX/C) Z8 Z80. 


Prices range from $190 to $390. 


Call the Orion Sales Hotline, 800-245-8500 
for more information on these useful : 
new products. Hive 
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a News Briefs: 
— = e NEW and HOT! Full support for 68HC11 now avail- 
Instruments able in stock! Save thousands over the competition! 


e Z80 support now includes Alternate Register Display/ 
Alter feature. See inside for update info. 


e True single stepping, breakpoint on trigger condition, 
and auto-breakpoint features now implemented for 
6805, 8048, 8051, Z8, and SUPER 8 processors. 


e NEC latest processor, the 78310/12 is now 
supported by Orion. 


Index for Volume One 


The full index can 
Volume II. 
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